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Please note 

In correspondence concerning this instrument, please 
and serial number as given on the type plate. 



quote the type number 



Bitte beachten 



Bei Schriftwechsel uber dieses Gerat wird gebeten, die Typennummer 
Geratenummer anzugeben. Diese befinden sich auf dem Typenschild 
Ruckseite des Gerates. ^ 



und die 
an der 






Dans votre correspondance et dans vos reclamations se rapportant a cet 
appareil, veuillez toujours indiquer le numero de type et le num6ro de serie qui 
sont marques sur la plaquette de caracteristiques. 
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Important 

As the instrument is an electrical apparatus, it may be operated only by trained 
personnel. Maintenance and repairs may also be carried out only by qualified per- 



Wichtig 

Da das Gerat ein elektrisches Betriebsmittel ist, darf die Bedienung nur durch ein- 
gewiesenes Personal erfoigen. Wartung und Reparatur durfen nur von geschul- 
tem, fach- und sachkundigem Personal durchgefuhrt werden. 

Important 

Comme i’instrument est un equipement eiectrique. !e service doit etre assure par 
du personnel qualifie. De merne, I’entretien et ies reparations sont a confier aux 
personnes suffisamment qualifiees. 
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The wordmark Philips and the Philips shieldemblenn 
are used under licence from Philips Export B.V 
© 1995. 1996 rluke Corporation. 

All rights reserved. 

Data subject to change without notice 
Printed in Germany 






PM6304 INSIDE THIS MANUAL 



INSIDE THIS MANUAL 

The manual is organized into the following chapters; 



Chapter 1 IEEE-488 Interface 

and how to 



set the 









Chapter 2 RS-232 Interface 

TOa Chapter describee the RS-232 interface and the steps necessary for conflgu- 
Chapter 3 Remote Control Commands 

cornmanTneSai^lt^pSL^^^^^ 

Chapter 4 Programming Examples 

This Chapter shows programming examples for IEEE-188 and RS-232, 

Chapter 5 Printing of Measurement Results 

fh,s chapter shows a setup lor direct printing of measurement results without PC, 

Chapter 6 Error Messages 

to the ^nd 

Chapter 7 Commands in Aiphabetical Order 

This chapter shows all commands and Queries in a <?hnrt fr^rrr, if 

rence for correct syntax. ^ short form. It serves as a refe- 
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Using the Programmers Manual requires that you are acquainted with the func- 
tions of the instrument, measurement setups, parameters and limits. 

For detailed information about: ■ Characteristics 

see REFERENCE MANUAL 



For detailed information about; 



Safety Precautions 
Getting Started 
How to Use the Instrument 
Function Reference 



see 



USERS MANUAL (English) 
GEBRAUCHSANLEITUNG (German) 
mode D’EMPLOI (French) 
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IEEE-488 INTERFACE 

1 .1 INSTRUMENT ADDRESS 

Ail instrument functions can be controlled via the IEEE-488/IEC interface 

The following chapter describes the functions of the IEEE-488 bus interface. 
For commands, queries, syntax, and terminators see Chapter 3. 
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Common Commands and Querfe« ^ , .“i; 



/Syntax and Data Structures' . 



C [ S 
Instrument 



Messages 



B I C I D 
Controller 



Section 

3.5 



Section 

3.4 



Section 

3.1 



Section 

1>2 




I 



IEEE-488.2 

Standard 



[IEEE-488.2 
jStandard j 



iEEE^488,1 

Standard 



A = Interface functions 
B = Message communication functions 
C = Common system functions 
D = Device functions 



* this figure is in accordance with ’’IEEE-488 Standard Codes 
and Common Commands” (ANSI/IEEE-488 Std 488.2-1987). 



Formats, Protocols, 
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Remote control of the instrument requires the instrument address to be known. 
On delivery from the factory the address is set to 20. You can display the set 
address by pressing the INTERFACE key. You can change the address from 1 to 
30 by pressing the step keys. 

On power up the instrument is in ’local’ mode (input via keyboard). When 
addressed as listener by a controller, the text REMOTE appears in the display field. 
All keys except LOCAL are locked and you can now operate the instrument in 
remote control. To return to local operation, use the addressed command GTL (go 
to local) or press the LOCAL key. To avoid unintended local control, you can 
disable the LOCAL key by using the universal command LLO (local lockout). 

1.2 INTERFACE FUNCTIONS 

The following interface functions are implemented: 

AH1: acceptor handshake SR1: service request SRQ 

SH1: source handshake DCI: device clear function 

L4: listener function DTI: device trigger function 

T6; talker function PRO: no parallel poll 

RL1 : local/remote with local lockout CO: no controller function 

E2: tri-state drivers 

Hardware, connections, and the handshake procedure are in accordance with 
IEEE-488.1 . 
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i 2 RS-232 INTERFACE 

I 2.1 INSTRUMENT CONFIGURATION 

j All instrument functions can be controlled via the RS-232 interface. 

Before learning the remote interface command set, first get acquainted with the 
3 functions of the instrument, measurement setups, parameters, and limits. A 
detailed description with examples is in the USERS MANUAL (also in the 
a GEBRAUCHSANLEITUNG or MODE D’EMPLOl). 

I The following chapter describes the functions of the RS-232 bus interface. 

Chapter 3 contains information about commands, queries, syntax, and termina- 
i tors. 

j You can also send measurement results directly to a printer via the interface with- 

* out any PC or controller. This mode is described in Chapter 5. 

3 Remote control of the instrument requires an interface communication configu- 
ration that matches that of your PC. Press the INTERFACE key to display the 
1 current configuration. Press the step keys to change the displayed configura- 

i 
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Pressing the INTERFACE key shows the current configuration: 

Function and Key Operation Display 



INTERFACE 




and after 2 seconds 



Communication or Printer mode 

(Co or Pr) 




That means: 

baud rate 9600, data bits 8, 
parity no 
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If you want different settings press the INTERFACE key again during display: 



Function and Key Operation Display 



INTERFACE 






select operating mode 
Pr Printer mode 
or Co Communication mode 



INTERFACE 





bR Lid 
9 . 6 ^ 



select baud rate 
110, 150, 300, 600, 

1200, 2400, 4800, 9600, 19200 

for 1 10 baud 2 stop bits are set, 
otherwise 1 stop bit 
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Function and Key Operation 



3NTERFACS 
□ ' 



STEP 



□ 




m 

Display 

' ■■■■ ■■ ■ ' 

Ik" 
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select Xon/Xoff handshake 
on or oFF 



m 

m 



m 
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INTERFACE 




STEP 



□ 



+ 




L onn 



3 



select 3 or 7 wire connection 



m 

l! 

m 

m 



Press the INTERFACE key again to leave the mode. 

If you do not press any key within 3 seconds during configuration, the instrument 
automaticaily returns to measuring mode, and the altered configurations are not 
stored. 



m. 

m 

E 

1 

W 

g 

1 

i 






PM6304 RS-232 INTERFACE 2-5 

On power up, the instrument is in ’local’ mode {input via keyboard). When you set 
Dl=^!oT fistener mode by sending the command ESC2 via PC, the 

REMOTE text appears on the display. All keys except LOCAL are locked and the 
instrument can now be operated in remote control. Return to local operation is 
done by the command ESC 1 or by the LOCAL key. To avoid unintended local 
control, you can disable the LOCAL key by using the command ESC 5. 

2.2 INTERFACE FUNCTIONS AND WIRING 



Operating modes; 



Baud rates: 
Data bits: 



Stop bits: 
Parity: 



Xon/Xoff Handshake: 



Communication mode, 
talk only mode (Printer mode) 

110, 150, 300, 600, 1200, 2400, 4800, 9600, 19200 
7 or 8 

1 (2 for 1 1 0 baud only) 

ODD 

EVEN 

NO (with 8 data bits) 

ON or OFF 



Hardware connection: 3 wires, no hardware handshake 

7 wires, with hardware handshake 

Hardware handshake; DSR/DTR and CTS/RTS 



9-pin D-connector (male) 
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Because the PC and the RCL Meter are DTE (Data Terminal Equipment) you 
should use the following pin configuration for the RS-232 connection cable. In 
general it is recommended that you use a well shielded cable for adequate radio 
interference suppression. 



to PC 

9 pin (female) 

SIGNAL PIN 

1 o n.c, 

RxD 2 0 

TxD 3o 

DIR 4o 

GND So 

DSR 6o 

RTS 7o 

CIS 8o 

9 c n.c. 



to PM6304 

9 pin (female) 

PIN SIGNAL 

nx.o 1 



n.c. o 9 



2 


RxD 


Received Data 


HE 


3 


TxD 


Transmitted Data 


IP 


4 


DTR 


Data Terminal Ready 


■E 


5 


GND 


Signal Ground 


H 


6 


DSR 


Data Set Ready 




7 


RTS 


Request To Send 


1^ 


8 


CTS 


Clear To Send 


m 



This cable can be purchased from your local Fluke organization, 
order number PM 9536/041 . 



If you use a 3-wire connection, set the PM6304 to software handshake. 



to PC 

9 pin (female) 

SIGNAL PIN 

1 o 

RxD 2o 

TxD 3 o 

4 o 

GND So 



to PM6304 

9 pin (female) 

PIN SIGNAL 

c 1 

— o 2 RxD 
—o 3 TxD 
o 4 

— o 5 GND 
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2.3 SPECIAL INTERFACE FUNCTIONS 



For communication with the RS-232 interface, use the following commands (simi- 
lar to the addressed and unaddressed interface commands for IEEE-488): 



RS-232 


Function 


similar to IEEE-488 


ESC1 


go to local 


GTL 


ESC 2 


go to remote control 


GTR 


ESC 4 


device clear 


DCL 


ESC 5 


local lock out 


LLO 


ESC 7 


asks for status byte 


*STB? 


ESC 8 


device trigger 


DTR 



I These commands should be implemented in an application program, so they can 
be sent to the instrument by a PC. 

I 



I 
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I 

I 
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REMOTE CONTROL COMMANDS 
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i ■“ ^ 

i 3 REMOTE CONTROL COMMANDS 

1 ^ i in this section the commands are described as they relate to the instrument 
functions and front pane! keys, which are listed in the Users Manual, Chapter 5, 
H Function Reference, if not stated otherwise, following commands are used for 
IEEE-488 as well as for RS-232. 

i 



i 3.1 PROGRAM MESSAGE SYNTAX 

You can combine several commands in a message and send them to the instru- 
ment, using the semicolon as a separator between the commands. 

H Header and data element must be separated by a space; the end of a message 
must be termi nated by NL (new line) , ^ END or both for the IEEE-488 i nterface and 
9 by NL for the RS-232 interface. 




i 3.2 MESSAGE TERMINATOR 

I The instrument accepts - END or NL (ASCII 1 0 dec.) or both as the terminator 
for a program message via the IEEE-488 interface. 

|l The instrument also sets END and NL as the terminator for a response mes- 
sage. For compatibility to earlier controllers, you can program terminators that 
I depart from the IEEE-488.2 standard. Use the command TRM followed by the 
decimal value of the required ASCII character. 

Example: TRM 13,10 sets CB NL as terminator for a response message 

1 The command TRM without the decimal value, *RST or the interface functions 
SDC/DCL sets the initial terminator again. The initial terminator is also set after 
i power on. 

1 

Programming via the RS-232 interface uses only NL as the terminator 

3 
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3.3 SERVICE REQUEST (SRQ) AND STATUS REGISTERS 

AService Request will be generated if one or more bits of the ’Status Byte Register' 
are set to 1 and if the corresponding bits are enabled by the ’Service Request 
Enable Register’ (IEEE-488 interface only). The controller asks the contents of the 
’Status Byte Register’ in ’Serial Poll Mode.' 



PM 6304 ’Status Byte Register’: 



Bit 


Function 


Decimal value 


0 






1 


1 

2 




‘ not used 


2 

4 


3 






8 


4 




message available (MAV) 


16 


5 




bit of the ’Standard Event Status Register’ high 


32 


6 




request for service (RSQ) 


64 


7 




not used 


128 



To get the information via Service Request that bits of the ’Standard Event Status 
Register’ are set, those bits must have been enabled by ★ESE, and bit 5 of the 
’Status Byte Register' must have been enabled by T»rSRE. 

Direct readout without Service Request is possible for the iEEE-488 as well as for 
the RS-232 interface by using the *ESR? query for the ’Standard Event Status 
Register’ and by the -*:STB? query for the ’Status Byte Register.’ 
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i 

PM6304 / PM6304C ’Standard Event Status Register 

I 



I 

I 

I 

I 

I 

I 

I 

I 

I 

I 

I 

I 

I 

I 

I 



g 




o 



iS 



3 



o 






o 

c 



u 



a 

£ 



★ not used tor 
PM6304 / PM6304C 




read out by *SRE? 



<NR1 > represents a decimal value. The binary pattern of the decimal value sets 
the corresponding bits of the ’Enable Registers’ to 1 , which enables the bits of the 
’Status Registers’. 

Ail bits of the ’Standard Event Status Enable Register’ and the ’Service Request 
Enable Register’ are automaticatiy set to 0 when powering up the instrument. 
Therefore, in a user program it is necessary that the required bits are set to 1 after 
power-on, if Service Request is required. 
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Example: TRIG;*OPC 

causes the instrument to set bit 0 of the ’Standard Event Status Register’ to 1 when 
the operation (single measurement) is completed. 

When the instrument is externally triggered, it is recommended you send *OPC 
alone. Bit 0 is set to 1 when the externaily triggered measurement is finished. 

If *OPC is sent when the operation is already finished bit 0 is not set to 1 . 

*OPC? Operation Complete Query 

This command also works well for single measurements, trimming, and calibra- 
tion. Sending the query *OPC? to the generator during a running function causes 
the instrument to wait until the function is finished, and then set a 1 in the output 
queue. The register can be read out by the controller without a Service Request. 
When a 1 is returned, your user program can then continue. 

Data in the output queue activates bit 4 of the ’Status Byte Register’ (MAY, mes- 
sage available), which may generate Service Request. To avoid generating an 
SRQ, disable bit 4 (set it to 0). Bit 0 (operation complete) of the ’Standard Event 
Status Register’ is not affected by *OPC? 

Contrary to *OPC, the query *OPC? is more convenient for the RS-232 interface 
because the 1 is directly sent; a separate read-out is not necessary as it would be 
for the IEEE-488 interface. 

If *OPC? is sent when the operation is already finished, bit 0 is not set to 1 . 



★WAI Walt-to-Continue Command 

This command sent to the instrument in a message string with other commands 
causes the instrument to execute the command following *WAI only when the 
previous command is completed. 

Example: TRIG;*WAI;COMP? 

In single measurement mode this message causes the instrument to wait until the 
measurement is finished; after that it sends the result. This avoids a readout of the 
stored values of the previous measurement. 

The message SINGL;*WAl;COMP? is only applicable for externa! trigger; the 
command TRIG via interface is not accepted in this case. 

Sending *WA! alone or at the end of a string could stop the com munication via the 
interface. 
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*TRG Trigger Command 

H When receiving *TRG, the instrument starts a measurement in single measure- 
ment mode (see page 3 - 14 to set instrument for single measurement mode). 

H Status and Event: 

H *CLS Clear Status Command 

Sets bits of the 'Standard Event Status Register’ and of the 'Status Byte Register’ 
H to zero. Sending *CLS as a single command or as the first command of a string 
also clears the contents of the Output Queue. 

1 

H *ESE Standard Event Status Enable Command 

*ESE, followed by a decimal value, sets the bits of the 'Standard Event Status 
K Enable Register’. For more detail on the assigned bits of the ’Standard Event 
Status Register,’ see Section 3.3. 

i 



i 

1 

i 

1 

i 

h 



i 

i 

3 

3 

aiW 



*ESE? Standard Event Status Enable Query 

This query asks the instrument for the contents of the ’Standard Event Status 
Enable Register’. The response is a decimal value. 

Example: ”255 = all bits are set to 1 ; all events of the ’Standard Event Status 

Register' are enabled. 

*ESR? Standard Event Status Register Query 

Asks for the contents of the Standard Event Status Register.’ The response is a 
decimal value. This query also clears the register contents. 

:*^SRE Service Request Enable Command 

*SRE, followed by a decimal value, sets the bits to 1 of the ’Service Request 
Enable Register,’ except bit 6. For more detail on the assigned bits of the 'Status 
Byte Register’, see Section 3.3. 

*SRE? Service Request Enable Query 

Asks for the contents of the ’Service Request Enable Register.’ The response is 
a decimal value. 
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*STB? Read Status Byte Query 

Asks forthe contents of the 'Status Byte Register.’ The response is a decimal value. 

Sending this query via IEEE-488 interface causes the PM 6304 to set bit 4 (MAV) 
of the Status Byte Register. The output is 1 6 dec if no further bits are set. 

Save and Recall Instrument Settings: 

*SAV Save Command 

This command, follo\wed by a decimal value from 1 to 9, stores the current instru- 
ment setting including trimming data into the corresponding internal memory 
register. The contents of the memory are not affected by the command *RST or 
when the instrument is turned off. 



*RCL Recall Command 

This command followed by a decimal value from 1 to 9 forthe memory place calls 
up and executes the instrument setting stored in that memory register. Trim data 
are also recalled. 

3.5 DEVICE SPECIFIC MESSAGES 

This section contains the remote programming commands necessary to select 
operation modes and parameters and to read out measurement values. 

Numeric entry 

<NRf> flexible numeric representation 

Under the IEEE-488.2 standard, numeric values can be given to the instrument in 
integer <NR1 >, real <NR2>, or exponential <NR3> forms. The number of digits 
is limited to 1 0 for mantissa and 2 for the exponent, The dimension (Hz, F, H, Q, 
V, I, or degrees) is automatically set by the instrument. 
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You can set the test frequency, for example, to 1 kHz with following inputs for 
■^NRf>-; 

FREQUENCY 1.000e3 
FREQUENCY 1000 
FREQUENCY 1000.0 
FREQUENCY 1E3 

FREQUENCY 1000.1 instrument rounds to its nearest 

available frequency which is 1 kHz 

Some headers can be sent as command headers to program the instrument and 
also as queries by adding a question mark. The instrument returns its actual set- 
ting in response to the query. 

Example: FREQUENCY 1 E3 sets the test signal frequency to 1 kHz 

FREQUENCY? response: FREQ 1 .0E3 

Sending several queries in a single string could cause an error message if the 
answer exceeds 31 characters. 

Most headers can be used in short form, marked with bold letters in the table. 
Example; AVERAGE ON in short forms AVG ON 



3.5.1 Instrument Settings and Measurements 

3.5.1. 1 Measuring Modes 

In most cases, you will be interested in the dominant parameter of the component. 
This is automatically determined in the AUTO mode. The display shows AUTO, the 
(Value of the dominant parameter in the upper line, the value of the secondary 
parameter in the lower line and the appropiate equivalent circuit symbol. 
Ifyouwanttodetermineaparameterthatdiffersfromthe automatically determined 
by the instrument, select SERIAL or PARALLEL MODE. 
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Auto Mode Desicion Diagram 



Reactance 




Commands: 


MODE AUTO 
MODE SERIAL 
MODE PARAL 


Query: 


MODE? 


Response: 


MODE AUTO 
MODE AUTO SER 
MODE AUTO PAR 
MODE SER 
MODE PAR 



i 
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3.5.1 .2 Parameters 



You also can select certain parameters to be displayed, for example, phase angle, 
quality factor, impedance, etc. 



Commands: 



Query: 

Response: 



PARAM QUALITY 


quality factor 


PAR AM DISSIPATION 


dissipation factor 


PARAM PHASE 


phase angie 


PARAM IMPEDANCE 


impedance 


PARAM VOLTAGE 


measured voltage 


PARAM CURRENT 


measured current 


PARAM AUTO 


measurement selected before 




(AUTO, SER or PARAL) 


PARAMETER? 




PARAM QUA 




PARAM DISS 




PARAM PHA 




PARAM IMP 




PARAM VOL 




PARAM CUR 




PARAM AUTO 





H To read out measured values see Section 3.5.1 .7. 




i 

h 
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3.5.1. 3 Zero Trim 

If you measure low-resistance components (i.e., less than 1 00 Q), or small induc- 
tances (i.e., less than 100 nH) short circuit the connection sockets and perform 
trimming. 

For measuring small capacitances (i.e. less than 200 pF) or high resistances, 
perform trimming with open connection sockets. 

For detailed information seethe Users Manual, Section 4.3. 

Commands; TRIM 

Query: none 

Response: none 

if the trim fails, the instrument generates an error message. 



3.5.1 .4 Test Signal 

You can select an AC test signal with different frequencies or a DC test signal 
(option) . If you want to send a query for measurement results after you change the 
test signal, allow the instrument to set the new settings, see *OPC(?) and *WAl, 
Section 3,4. 



Test signal AC/DC 

Commands: TEST_SlGNAL AC 

TEST^SIGNAL DC 

Query: TEST_SIGNAL? 

Response: TEST_S(G AC 

TEST SIG DC 



PM6304 REMOTE CONTROL COMMANDS 



3-13 



Test signal frequency 

You can select following frequencies: 

50 Hz, 60, 100, 120, 200, 300, 400 Hz ... 19.9 kHz, 20 kHz, 100 kHz 

If you select different values, the instrument automatically rounds to the next valid 
frequency value. 

Commands: FREQUENCY <NRf> NRf = values see above 

Query: FREQUENCY? 

Response: FREQ <NR1 > or <NR3> 



Test signal level 



You can select following test signal voltages: 



AC voltage 



DC voltage 



2 V, 400 Q internal resistance • {HIGH LEVEL) 

1 V, too Q internal resistance (NORMAL LEVEL) / 

50 mV, 100 Q internal resistance (LOW LEVEL) 

2 V, 400 Q internal resistance (HIGH LEVEL) 

IV, 1 00 £2 interna! resistance (NORMAL LEVEL) 

300 mV, 100 Q internal resistance (LOW LEVEL) 



Commands: LEVEL HIGH 

LEVEL NORMAL 
LEVEL LOW 

Query: LEVEL? 



Response: LEVEL HI 

LEVEL NO 
LEVEL LO 
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3.5.1 .5 DC Bias 

You can add an internal 2 V bias voltage or an external one of maximum 40 V to 

the AC test signal voltage. 

Commands: DC_BIAS OFF 

DcIbIAS fNT 
DC_BIAS EXT 

Query: DC_BIAS? 

Response; DC_BIAS OFF 

dc'bias INT 
dc'bias ext 



3.5.1. 6 Measuring Types 

For normal measurement you should select continuous measurement. 

For binning or using the instrument for checking in automatic systems you should 
select single measurements. This allows you to remove or to insert components 
and to start a measurement at a defined moment. 

You can increase the measurement speed up to 10 measurements per second. 
The measurement results are returned via remote interface only. The display 
shows FAST, and the measured values can be read out by the controller (IEEE-488 
interface) . When you use the RS-232 interface, the value is sent directly to the com- 
puter. 

In FAST mode different tolerances are valid. See Reference Manual, Chapter 1 . 
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The foliowing test signal frequencies are available in fast mode; 

200 Hz, 400 Hz ... 19.6 kHz, 19.8 kHz, 20 kHz, 100 kHz, or DC. 

If you select a different frequency via interface or keyboard the instrument sets to 
the next lower frequency. 



Continuous or single measurements 

Commands: CONTIN 

SINGLE 

Query: TRIG? 

Response; CONTIN 

SINGLE 



Start a single measurement 

Commands: TRIGGER 

Query; TRIGGER? 

Response: CONTIN 

SINGLE 




X Fast measurement 

I Commands: MEAS_FASTON 

MEAS~FAST OFF 

I ' 

Query; MEAS_FAST? 

I Response: MEAS_FASTON 

I MEAS_FAST OFF 

I 
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Note: 

■ FAST measurement is possible only in SINGLE mode. 

■ The instrument measures the value of the dominant parameter or of the para- 
meter selected by PARAM ... . 

■ The measured value and the bin number can be read out by a controller with- 
out query when the measurement is finished. 

a Instrument settings cannot be stored. 

a The command TRIM or B!N_RCL <NRf> switches off FAST measurement. 

a When you switch to LOCAL, the instrument returns to FAST measurement 
OFF. When you combine FAST measurement and Binning, the instrument re- 
mains in this mode when you switch to LOCAL; so you can bin in FAST mea- 
surement mode without a PC. 

a In FAST measurement mode the bin 0 output of the Handler Interface provides 
a timing signal for an external component handler; see Reference Manual, 
Section 1.6. 

a If you trigger externally in FAST measurement mode, avoid contact bouncing. 



3.5.1 .7 Queries for measured values 

Query: COMPONENT? askes for dominant and secondary 

parameter shown in the display 

RESISTANCE? 

CAPACITANCE? 

INDUCTANCE? 

IMPEDANCE? 

QUALITY? 

DISSIPATION? 

PHASE? 

VOLTAGE? 

CURRENT? 
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Responses for COM? 

Dominant ; secondary parameter in Auto mode in accordance with the Auto Mode 
Decision Diagram, Section 3.5.1 .1 . 

If a certain parameter has been selected with the LOCK command, this parameter 
is shown at first, regardless of whether or not it is the dominant one. 

L <NRf> 

L <NRf>;R <NRf> 

R <NRf>;L <NRf> 

R <NRf> 

R <NRf>:C <NRf> 

C <NRf>;R <NRf> 

C <NRf> 



Response for selected parameter: 



R <NRf> 
C <NRf> 
L <NRf> 
Z <NRf> 
Q <NR2> 
D <NR2> 
P <NR2> 
V <NRf> 

I <NRf> 



for resistances in Ohms 
for capacitances in Farads 
for inductances in Henrys 
for impedances in Ohms 
for quality factor 
for dissipation factor 
for phase angle in degrees 
for measured voltage in Volts 
for measured current in Amperes 



Exceeds a parameter of the component under test the measurement range, the 
response is OVER, or >, or <; for example: 

C 22E-9;R OVER or Q>1000 
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3.5.1. 8 Store/Recall of Instrument Settings 

Nine complete instrument settings including trim data can be stored in nonvolatile 
registers 1 to 9; the measured values are not stored. Already existing data will be 
ovenwritten. Register 0 contains the current instrument settings. 

Commands: Common Commands in accordance with lEEE-488.2 

*SAV<NR1> 

*RCL<NR1> 



3.5.2 Binning 

Binning means sorting components into separate boxes or containers to get 
tighter tolerances or match like values. 

During binning with the RCL Meter, single items of similar components are allo- 
cated to defined sorting fields based on their measured value. These fields are 
called bins. 



3.5.2.1 Programming of Bin Tolerances 

You can define ten different bins (bin 0 to 9). The instrument checks in the 
sequence bin 1, bin 2 ... to bin 9 and then bin 0. If the greatest tolerance is 
programmed for bin 1, then ail components tying within this tolerance are 
immediately allocated to bin 1 . 

A different parameter can be defined for bin 0 than that for bin 1 to bin 9. 
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For example, bins 1 to 9 can be used to check the tolerance of a capacitor while 
bin 0 checks its quality factor. 

The test sequence for binning is as follows; 



Component meets 1 
bin 1 to 9 


:olerance defined in: 
bin 0 


Display 


YES 


YES 


bin 1 to 9 


NO 


do not care 


FAIL 


YES 


NO 


bin 0 



in FAST measurement mode bin 0 is ignored. 



The limits of the bins can be defined in several ways according to various applica- 
tion requirements: 

■ Binning components with certain value according to different tolerance class, 
e.g., for quality control or incoming inspection. 



i 

i 

i 

% 

i 



“i 


Kiri O 






^ 


bin 2 

bin 1 — 
nominal value 

i 








5 % -2 % -1 


, 1 1 

% 1 kQ +1% +2% +5 


% 



I 

I 

s 

i 



Nested limits with reference to a norninal value. 
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■ Binning components according to certain values, e.g. resistors according to 
the series E1 2, here with ±5 %. 



j-^binl — 




«« — -bin 2 — 9 ^ 




«»— bin 3 — *■ 




^bin4 — H-j 


nominal 

-1 [ 1 


j ^ 


nominal 

: 1 


1 1 


nominal 

1 1 


1 


nominal ! 

1 r 



1 i 1 1 1 i i 1 1 1 1 r 

-5% 1 kQ +5% -5% 1.2 kQ +5% -5% 1.5 k£2 +5% -5% 1.8 kQ +5% 



Sequential limits with reference to nominal values. 



If limits overlap, a component lying within this overlapping area is always allocated 
to the bin with the lower number. 




1.35 kQ 1.62 kQ 1.65 kQ 1.98 kQ 



Nested and sequential limits can be combined 



^ bin 4 


^ 2 ^ 


^ bin 3 






-- — bin 1 — 




. 




\ 1 


nominal value 

1 1 


1 ^ 


1 

1 



-5% 



-2% -1% 1 kQ +1% +2% 



+5% 



Sequential and nested limits. 
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The limits can be programmed directly as absolute values instead of a nominal 
value with an upper and lower limit in percent. 



bin 1 



0,950 kQ 
LOW 



1.050 kQ 
HIGH 



I 

I 

I 



I 



I 

i 

1 

1 

i 

1 

I 

I 



Commands: BINNING RELATIV 
BINNING^ABSOLUT 

LIMIT LOW <NRf> 
LIM1T“H!GH <NRf> 

BIN<NR1> 



Parameter for bins: 

RESISTANCE <NRf> 
CAPACITANCE <NRf> 
INDUCTANCE <NRf> 
IMPEDANCE <NRf> 
QUALITY <NRf> 
DISSIPATION <NRf> 
PHASE <NRf> 



input with reference to a nominal value 
input of absolute values 

lower tolerance limit 
upper tolerance limit 

defines the bin number which 
programmed values are valid for 



resistances in Ohms 
capacitances in Farads 
inductances in Henrys 
impedanze in Ohms 
quality factor 
dissipation factor 
phase angle in degrees 



<NRf> is necessary only when you are programming nominal values and toler- 
ances in percent. For input of absolute LOW and HIGH LIMIT values, skip <NRf> . 




I 

I 
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Examples: 



The following example shows a complete binning set for capacitors of 1 00 nF with * 

tolerances of ±0,5 %, ±1 %, ±2 %, ±3 %, ±4 %, ±5 %, ±6 %, ±7 %, ±10 %, ^ 

programmed with nominal value and tolerances in percent. 

Bin 0 checks if the quality factor is within 300 to 600. m 



BIN_REL;CAP 100E-9; LIM_LO -.5;LIM_HI .5;BIN 1; 

LIM^LO -1;UmJhI1;BIN2: 
LImIlO -2;LIM_HI 2;BIN 3; 
LIM_LO -3:LIM_HI 3;BIN 4; 
UM_LO -4;LIM_HI 4;B1N 5; 
LIM_LO -5;LIM_HI 5;BtN 6; 
LIM_LO -6;LIM_HI 6;BIN 7; 
L!M_LO -7;LIM_H! 7;BIN 8; 
UMlLO-10;LIM_Ht10;BlN9; 
QUAL 400;LIM_LO -25;LIM~HI +50;BIN 0 



m 

m 

m 

m 

<LF> H 



M 



Same values and tolerances are programmed with absolute values. 

B!N_ABS:CAP:LIM_L0 99.5E-9;L!M_Hi 100.5E-9;BIN 1; 

LIM_LO 99E-9;LIM_H) 101E-9;BIN 2; 

LIM_LO 98E-9;LIM_HI 102E-9;BIN 3; 

LIM_LO 97E-9;LIM_HI 103E-9;BIN 4; 

L!M_LO 96E-9;LIM^HI 104E-9;BIN 5; 

LIM_LO 95E-9;LImIhI 105E-9;BIN 6; 

LIM_LO 94E-9:LIM_HI 106E-9;BIN 7; 

LIM_LO 93E-9;LiM_H! 107E-9;B!N 8; 

LImIlO 90E-9;LIM_HI 110E-9;B1N 9; 
BIN_A3S;QUAL;UM_LO 300;LIM_Hi 600;BiN 0; <LF> 



H 

w. 

1 

m 

ft 

i 

ft 

ft 

ft 
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3.S.2.2 Store/Recall of Bin Sets 

Nine complete bin records (bins 0 to 9), including selected instrument settings can 
be stored into registers 1 to 9 of the instrument. Storage register 0 contains the 
bin set for current binning. These registers are independent of those mentioned 
in Section 3.5.1 .8. 



Commands: BiNNING_STORE <NR1> 

BUFFER_RECALL<NR1> 

B1NNING_RECALL <NR1 > 

BUFFER_CLEAR 
BINNING ERASE <NR1> 



Query; 



BINNING SET? <NR1> 



stores binning set into selected 
register (1 to 9) 

loads binning set from selected 
register into a buffer for editing 

transfers binning set from selected 
register into register 0 for binning 

deletes buffer for editing 

deletes binning set of selected 
register 

asks for the complete bin set of 
selected register 



Response; BIN_REL;RESt 1 E3;LIM_LO -5;LIM_HI 5;BIN 1 ; 

LImIlO-10;LIM_HI 10;BIN2; 

LIM_LO -15;LIM_Hi 15;BIN 3; 

LiM_LO 

Query: BUFFER_BIN? <NR1 > asks for the selected bin in the 

buffer for editing 



Response: e.g. LIM_LO -10;LIM_H! 10; BIN 2 
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3.S.2.3 Operation Mode Binning 

Select desired bin set and transfer it into register 0 for binning. 

If you do not need all the bins for sorting, you can disable bins not needed, except 
bin 1 . To do this, load the set into the buffer for editing, disable the bins, and load 
the set into register 0. 

Storage Registers 




I BUF_RCL 2 into the buffer, select new settings 

BINNING I anjj store them again with BIN_STO 2 into 

register 2. For direct executionTioad them with 

BtN_STO 0 into register 0. 



Commands; BINNING ON 
BINNING OFF 

BIN_DISABLE <NR1> 
BIN ENABLE <NR1> 
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When you select binning mode, the instrument is set to single measurement 
mode. 

Insert the component to be measured and start the measurement. 

The display shows the bin numberthe component is allocated to or FAIL (see table 
in Section 3.5.2, 1). 

This information can also be asked by the controller. 

Commands: TRIG 

Query: BIN? or COMP? 

Response: BIN <NR1 > or BIN FAIL respectively 

R <NR3>: BIN <NR1 > or BIN FAIL 

3.5.3 Additional Commands 
Average 

During continuous measurements, the instrument performs an exponential aver- 
age from the individual measurements before the value is shown in the display. 
The time factor of the averaging can be increased to reduce any fluctuations in the 
display. 

Commands: AVERAGE ON 

AVERAGE OFF 

Query; AVERAGE? 

Response; AVG ON 

AVG OFF 
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Range Hold 

When you measure components the instrument checks voltage and current and 
internally selects an appropriate gain factor. If you measure similar components 
with slightly different values, perform one measurement and set the instrument to 
Range Hold. This prevents the instrument from setting a new gain factor for each 
component. 

Range Hold increases the measurement speed because the instrument no longer 
needs to check current and voltage for selecting the gain factor. Range Hold is 
particularly valuable in the Fast Measurement Mode (Section 3.5.1 .6). 

Commands; RANGE_HOLD ON 

rangeIhold off 

Query: RANGE_HOLD? 

Response; RNG_HOLD ON 

rng'hold off 

RANGE_HOLD ON is applicable only in SINGLE mode. 

After receiving one of the following commands, the instrument automatically 
returns to Range Hold OFF; 

TRIM, BIN ON, BIN OFF, B1N_RCL <NR1 >, *RCL, TEST_S!G DC, TEST_SIG AC. 
LEV HI, LEV NO, LEV LO, or FRE <NRf>. 



LOCK Function 

When the instrument measures components with a quality factor of about Q = 1 
either a resistance or a capacitance, respectively a resistance or an inductance is 
determined as the dominant parameter, see Auto Mode Decision Diagram, Sec- 
tion 3.5.1. 1. With the LOCK function you can define which parameter shall be 
displayed as the dominant parameter. 




I 

i 

■ 

k 

I 

■ 

I 

I 

■ 

I 

I 

I 

I 

I 

1 

I 

k 



i 

i 

I 

I 

i 



PM6304 REMOTE CONTROL COMMANDS 3-27 

The function is applicable for the modes AUTO, SER, PAR, and FAST. It cannot be 
stored with *SAV into the interna! memory registers. The instrument returns to 
LOCK OFF when different setting are called up or when the instrument is turned 



off. 






Commands: 


LOCK R 
LOCKC 
LOCK L 
LOCK OFF 


sets resistance as dominant parameter 
sets capacitance as dominant parameter 
sets inductance as dominant parameter 
switches the LOCK function off 


Query: 


LOCK? 




Response: 


LOCKR 
LOCKC 
LOCKL 
LOCK OFF 




Calibration 







The instrument was calibrated in the factory prior to shipment. 

The calibrating data are stored in an EEPROM and are referenced for each mea- 
surement. 

It is necessary to calibrate again after loss of data (replacing the EEPROM), after 
changing components during repair which influence the measuring results, or 
when the instrument does not meet the technical specifications. 

In normal operation recaiibration once a year is sufficient. 

Details on calibration can be found in the SERVICE MANUAL. 

Query: CALIBRATE? 

Response: CAL OFF (means calibration data not valid or lost) 

CALON; NO.<NR1>,YY/MM/DD 

<NR1> = number of calibrations since first delivery 

YY/MM/DD = Year/Month/DAY 

is the date of last calibration via interface 
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PROGRAMMING EXAMPLES 



4.1 IEEE-488 INTERFACE 

The following examples are related to an IBM-compatible PC. The first one uses 
a built-in IEEE-488 interface, the second one uses the standard serial port of the 
controller and the RS-232 interface. You should have a basic knowledge of the 
MS-DOS operating system of the controller and the programming language 
QuickBasic (version 4.0 and above) to understand the examples that follow. 
The program allows you to input commands via the controller keyboard and to 
send them to the RCL meter via the interface. 



DECLARE StJB SendCmd (WR$) 
DECLARE SUB SendStr (WR$ ) 
DECLARE SUB ErrClUc (Cs I , Sts%) 
REM $ INCLUDE t * tjbdec 14 . has ' 



CL3 

PRINT " « 
PRINT " " 
PRINT " 

PRINT 
PRINT " 

PRINT 

PRINT 

BEEP 

PRINT 

B$ w 

DO 

B$ « INKEY$ 
LOOP UNTIL B$ 



***** DEHO PROGRAM FOR PM6304 *****/>r 
PRESS ^RETURN' TO CONTINUE " 

To leave running program type 'END' or 'end' * 



CHR$ < 13 ) 



'waiting for 'RETURN' 



CLS 

Stp » 0 

EDNAME$ «= "RCLl" 

CALL IBFIND(BOKAME$, RCL%) 
CALL ErrCbXd, RCLfb) 

IF Stp =» 0 THEN 
CALL IBCLR(RCL5t) 

CALL ErrChM(2, 1BSTA%) 
END IF 



'Clears screen 

'name of the device on the conf. table 
'open device 
'check error 



'send interface clear 
'check error 



IF Stp » 0 THEN 
A$ ». "*e8e 255" 
CALL SendCrod(A$) 



'initialise ESR register 
'send ccsmmand 



A$ » "*cls" 

CALL SendCmd{A$) 



'clear status register 
'send command 



A$ « "*rDN?" 
CALL SendStr(A$) 



'ask for identiti 
' send command string 
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WHILE Stp « 0 

INPUT "COMMAND i " r 'reading keyboard input 

IF A$ - "END" OR A$ * "exwi" THEN 

CALL IBLOC(RCL%) 'Set instrument to 'LOCAL' 

CLS 'clear screen 

Stp » 1 
ELSE 

CALL SendStr(A$) 'send command string 

END IF 
PRINT 
PRINT 

WEND 
END IF 

END 

SUB ErrChk {Ca, Sts%) 'Error handler 

SEARED Stp 
SELECT CASE Cs 
CASE 1 

IF 3tB% < 0 THEN 
PRINT 
PRINT 

PRINT "IBFISD ERROR" 

PRINT "Check the conf iguration of the bus interface with IBC0NF.EXE" 
PRINT 

Stp « 1 'terminate program 

END IF 
CASE 2 

IF Stek < 0 THEN 
PRINT 
PRINT 

PRINT " BUS ERROR I" 

PRINT 

PRINT " Please check connections and start program again" 

PRINT 

Stp » 1 'terminate the program 

END IF 
CASE 3 

IF StB% < 0 TEEN 
PRINT 
PRINT 

PRINT "GPIB ERROR" 

PRINT 
END IF 

IF Stsk > 16383 THEN 
PRINT 
PRINT 

PRINT "TIME OUT ERROR" 

PRINT 
END IF 
END SELECT 
END SUB 
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I ^ ^ ” 

Stm SeadCsad (WR$) 

I 'Send c oCTm aad string to instrument via GPIB without response 

SHJ^JRZD RCL^^ 

CAIiL 2BV?RT(RCL^, WR$) ''output command string 

CA . LL ErrChX{3^ XBSTA^} ^checJc error 

^ END SUB 



I 



I 

i 

i 

I 

I 

i 

I 

i 

i 

i 



i 

i 



SUB SendStr (WR$ ) 

^Send command string to instrument via GPIB with 
SHARED RCL% 



<jry * 0 
qer « 0 

CALL IBWRT(RCL%, WR$) 

IF IBSTA^t < 0 THEN 

CALL ErrCbXO, IBSTA%) 

ELSE 

Stat * 0 

CALL IBRSP{RCL^, Stat%) 

CALL SrrChkO, IBSTA%} 

IP (stat% AND 16) THEN 
qry 1 

END IF 

IP (Stat% AND 32) THEN 
BEEP 

WR$ » "err?" 

CALL XBWRT(RCL^, WR$) 
ory « 1 
qer *» 1 

END IF 
END IP 

IF INSTR{WR$, "7") > 0 OR gry • 
MaxLen ^ 164 
RD$ « SPACE $ (MaxLen) 

CALL IBRD(RCL«t, RD$) 

IF IBSTA’t < 0 TiaOEN 

CALL ErrChh(3, IBSTAH) 

ELSE 

PRINT 

PRINT "RESPONSE s " 

IF ger « I THEN 
WR$ * "*Cl8" 

CALL IBWRT(RCLH, WR$) 
END IP 
END IF 
END IP 
END SUB 



response 

'query flag 
'error query flag 
'output ccnmaand string 

'check error 



'get status byte from instrument 
'check error 

'checks whether MAV is set 



'checks whether ESB is set 

'error query 
'output command string 



1 THEN 'check if query command 
'max. length of response string 
'clear response string 
'get response string 

'check error 



+ RD$ 'response string 

'clear status register 
'output command string 




i 



I 

I 



i 

i 
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4.2 RS-232 INTERFACE 



DECLAICE SUB SndCad (Vm$) 

DSCLABE SUB SndMsST (WR$) 

DECLA3U2 FUNCTION ChkCmd$ (WR$) 
DECLARE SUB ClrBuf <COMFXLE) 
DECLARE FUNCTION IniPrg (COMPILE) 
DECLARE FUNCTION RecMsg$ (COMPILE) 
DECLARE SUB SotDTR (C»t) 



COMMON SHARED COMPILE, MCREG, Chk 
COMPILE « 1 

KCREG » loiPrg (COMPILE) 

Stp *»= 0 

WHILE (Stp » 0) 

SEKD$ « CHR$(27) + "2" 

CALL SndC»d{SEND$) 

SEND$ « "*cis?*es© 255 » 
CALL SndCmd(SEHD$) 

SEND$ » 

CALL SndCJ»a(SEND$) 

REC$ « R»CMsg$ (COMPILE) 

IP LEN(REC$) « 0 THEN 
PRINT 



^file buffer handle 
'inilize program 



^send goto remote 

' send status clear 

'send identif ikation query 
'get iden t i f ika t ion 
'if buffer empty 



PRINT "No answer i Please check the connection and setting!" 

CLOSE COMPILE 
Stp « 1 
ELSE 
CLS 

PRINT "connected instnnaent : REC$ 'display identity string 

PRINT 
END IP 



/*♦**♦* jaain loop ********************************************* 
WHILE (Stp 0) 

PRINT 

PRINT 

LINE INPUT "COMMAND : SEND$ 'command input 

SEND$ ChkCmd ( SEND$ ) 'checks the connaand 

IP Chk « 0 TEEN 

SEND$ » CER${27) + "1" 

CALL SndCmd { SEND$ ) 'sets instrument to local 

CLOSE COMPILE 
Stp » 1 
CLS 
ELSE 

CALL SndMeg { SEND$ ) 'send message 

END IP 
WEND 
WEND 

END 
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« 3 TEEN 
"END*" OR WR$ « 
"GTL^ OR WR$ 5* 
OR WK$ 

OR WR$ - 
OR WR$ » 
OR WR$ « 
OR WR$ « 

it'jn 



"GTR'' 
"DCL« 

''STB" 
CHR$ (27) 
3 



"'gtr" 

"del" 

"llo" 

"DTR" 

"stb" 



function ChkCiad$ (WR$) 

^ ****** corattamd check 
Chk « 2 
IF LEN(WR$) 

IF WR$ « 

IF WR$ « 

IF WR$ ^ 

IF V?R$ « 

IP WR$ « 

IF WR$ 

IF WR^I w 
WR$ * 

Chk * 

END IP 
ELSE 

Clik » 1 

WR$ « WR$ + CHR$(10) 
END IF 

ChkCttd$ « WR$ 

END FUNCTION 



SUB ClrBuf (COMPILE) 

#**■*♦*★#* clear buffer ♦****♦*★★★ 
CALL SetDTR(l) 

V7KILE (LOC (COMPILE) > 0) 

C$ * INPUT$(1, #COMFILE) 

CALL SetDTR(l) 

WEND 
END SUB 






"end" THEN Chk 
"fftl" THEN WR$ 
TEEN WR$ 
THEN WR$ 
THEN VTR$ 
THEN WR$ 
THEN 



CHR$ (27) 
CHR$ (27) 
CHR$(27) 
CHR$(27) 
CHR$(27) 



*■***«-*-* itr * 



"2" 

"4" 

r g// 



'no special cottERamd 
'append terminator 



(^ ***•*★★ * 



'set DTR on 
'if buffer not exsgpty 
'read one character 
'set DTK on again 
'next character 



FUNCTION IniPrg (COMPILE) 

CLS 

PRINT " *******************f*HM»*****-**********************^j. 

PRINT " ********* Demonstration program for PK6304 

PRINT " ********* RS-^232 interface 

PRINT " ***^**’*****'*********’***********#**************.**.^^* 

PRINT 
PRINT 
PRINT 

/****** xist of special commands ********************** 

PRINT "Special commands : " 

PRINT 
PRINT " 

PRINT " 

PRINT " 

PRINT " 

PRINT " 

PRINT " 

PRINT 
PRINT 

PRINT "To leave 
PRINT 
PRINT 
PRINT » 

C$ "" 

WHILE (G$ w "") 

C$ « INKEY$ 

WEND 
CLS 



**** **** 
******** 






GTL i 


go to local" 


GTR ; 


go to remote" 


DCL J 


device clear" 


LLO : 


local lock out" 


STB : 


get status byte" 


DTR : 


device trigger" 


running 


prograsna type 'END' 
press a key 
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PRINT 



Enviroment : IBM AT or Coxapatible ★♦*★***** 
Initiailisation of PM6304 / aerial interface 



PRINT 




Please set the RS- 


232 interface parameters 


PRINT 


a 


Mode 


; communication " 


PRINT 


» 


Baudxate 


t 9600" 


PRINT 




Parity 


: off" 


PRINT 


$* 


Data 


t 8" 


PRINT 


ft 


Handshake 


t on" 


PRINT 


tt 


Wire 


: 7" 


PRINT 








PRINT 









>****** initialisation of PC eannminication port *************** 

PRINT " Which cowniunication port of the PC do you use 7** 

PRINT 

PRINT COMl tl3" 

PRINT " COM2 [23 please select " 

PRINT 

PORT « 0 

WHILE {PORT * 0) 

C$ « INKEY$ 'gat key code 

IP C$ » "1" THEN PORT « 1 
IF C$ a "2" THEN PORT « 2 
WEND 

MCREG «f &E3PC 

IF PORT « 2 THEN MCREG * &H2PC ^nodea control register address 

SER$ « ^COM" + CHR$(48 + PORT) + ^ J S600^N/ 8 , 1, CS , DS, CD, RS^ 

OPEN SER$ FOR RANDOM AS #COMPILE 
WIDTH #CO«FILE, 255 

CALL ClrBuf (COMPILE) 'clear input buffer 

IniPrg » MCREG 
END FUNCTION 

FUNCTION RecMsg$ (COMPILE) 

#******•* receive message from instrument ******************* 

Del *= 1 'communication delay 

REC$ » 'clear response string 

DO 

TRi »* TIMER 'Start timeout timer 

DO 

IF TIMER < TRI THEN TRi » TRl “ 864001 'adjust 24.00h 
LOOP UNTIL (LOC(COMFILE) > 0) OR (TIMER - TRl > Del) 

IF LOC{COMFILE} « 0 TEEN 'if there no characters 

PRINT "♦*** receive timeout ****» 

Stp - 1 
ELSE 

C$ * INPUT$(1, tCOMFILE} 'read one character 

CALL SetDTRd) 'sot DTR on 

IF NOT C$ » CKR$<10) THEN 

REC$ >* REC$ + C$ 'append character 

END IF 
END IF 

LOOP uirriL ((c$ cer$(10)) or (stp » i)) 

RecMsg$ « R£C$ 

END FUNCTION 
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SUB SetDTR (Cnt) 

^Tfr******* buffer siz« checX *********^****i**«*************i»** 

IF Cnt mt 0 TEEN 

'if input buffer bocomee full then reset DTK to stop tranamission 
IP LOC{COMFlLE) > 200 THEM 

OUT MCREG, INP(MCKEG) AND 2S4 > Set DTR off 

END IF 
ELSE 



'if input buffer has enouu^ space then 
IP LOG (COMPILE) <100 THEN 
OUT HCREG, IMP(MCREG) OR 3 
END IP 

end ip 

END SUB 



continue transmission 
'set DTE on 



SUB SndCmd (WE$) 

'******** send command to instrument *♦♦***♦**•★******★*♦**** 



IP NOT LBFT${WR$, 1) » CKE$(27) 
WR$ « WE$ + CKR$(10) 

END IF 

PRINT #COKPlLE, WR$; 

END SUB 

SUB SndMsg (WR$) 

PRINT ^COMPILE, WR$; 

Ti «* TIMER 

WHILE {T1 + .1 > TIMER) 

WEND 

IP (INSTR(WR§^ «7") > 0) OR Chk i 
REC$ » RecMsg$ < COMPILE ) 

PRINT 

PRINT "RESPONSE : REC$ 

END IP 

WR$ e CHR$(27) 4- "7" 

CALL SndCmd (WR$) 

StS% * VAL ( Re cKsg$ (COMPILE) ) 

IP (Sts% AND 32) THEN 
BEEP 

WR$ « "err?" 

CALL SndCmd {WR$> 

REC$ » RecMsg$ (COMPILE) 

PRINT 

PRINT " ERROR : REC$ 

WR$ - "*cl8" 

CALL SndCmd(WR$) 

END IP 
END SUB 



THEN 

'append terminator 
'send command string 

' send command string 

'delay 100ms 

3 THEN 'if a <luery 

'get response message 

' sends get statue byte 
'checks wether ESB is sot 

'sends command 
'clear status register 
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1 

I 5 PRINTING OF MEASUREMENT 
I RESULTS 

™ The PM6304 / PM6404C RCL Meter can send measurement results directly to a 
printer without any special program or PC. 

I ■ Select an appropiate measurement setup; 

select required instrument settings for measurement. 

I 

■ Set the interface configuration in accordance with your printer, see Chap- 

II ter 2.1 , and refer to your printer manual if necessary. 

■ Connect the RCL meter to the printer via the RS-232 cable as shown on 

■ Page 5-3. 



g ■ Set the Operating Mode of the interface to Printer Mode (Pr) by pressing the 

INTERFACE and STEP keys. The instrument is automatically set to single 
g measurement mode. 

1 Function and Key Operation Display 


1 


( — 


H INTERFACE 

i ® 


[ 0 


i 


V 


h ■ 

1 


' V 


INTERFACE 

1 g 


b 9.6 ^ 


1 


0 a 




P n 


1 


J 



« display shows 

® current configuration 

i 
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Function and Key Operation 



INTERFACE 




STEP 




select printer mode 



Display 





if you do not press the INTERFACE key within 3 seconds, the instrument returns 
automatically to measurement mode, the altered settings are not stored. 

Press the INTERFACE key to step completely through the menus until the normal 
display appears. 






I 
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PRINTING OF MEASUREMENT RESULTS PM6304 



> The printer prints the first header line. 

. insert a component and press the TRIGGER key to start a measurement, 

■ The printer prints the second header line and the measurement result. 

■ Insert a different component, and press the TRIGGER key. 

■ The printer prints the result, etc. 



Example of a print: 

PM6304 RCL KETER J TEST PROTOCOL 



NO 

1 


DOMINANT 
r« 79*13 kOhm 


SECOND 
C^»10.08 nF 


2 


C«10*059 


aF 


r«: 78.34 kOhm 


3 


C*«10*062 


nF 


R»78.3 kOhffi 


4 


C«10.070 


nF 


R«3S,5 kOha 


5 


C»10.059 


aF 


Z«15.51 kOhm 


6 


Cs:10*059 


nF 


0«-78 .5 deg 


7 


CwlO.060 


nF 


D«.202 


a 


C*=10.059 


nF 


Q*4.95 


9 


C®10.470 


nF 


R»3.070 kOha 


10 


R«79,144 


kOhm 


— — 


11 


R=I9.937 


kOhm 


C=4.83 uF 


12 


R»19.938 


kObm 


C=^13.5 pF 


13 


R»19.940 


kOhm 


Z*sl9.94 kOhm 


14 


R=.19-941 


kOhm 


D«591 


15 


R*19*941 


kOha 


Q«=.0C2 


16 


Rwl9.96 kOba 


.002 


17 


R«19*96 kObm 


Q«.002 


18 


R*:19 . 946 


kOhm 


Qst.002 


19 


R«19.951 


kOhm 


C"13*0 pr 


20 


R»120.91 


kObm 


C^>=21,5 pF 


21 


R«120.86 


kOba 


C-80.4 nF 


22 


R»120.89 


kOhm 


Z»120.9 kOha 


23 


R«120 .90 


kOhm 


D«61.5 


24 


R-120.9I 


kOhm 


Q*.016 


25 


R«120.89 


kOhm 


Q=«.016 



CIRCUIT 


MODE 


FREQ 




LEVEL 


BIAS 


Par 


Auto 


100 


Hz 


Norxn 


Off 


Par 


Auto 


1.0 


kHz 


Norm 


Off 


Par 


Auto 


O 

o 


kHz 


Norm 


Off 


Par 


Auto 


100 


kHz 


Norm 


Off 


Par 


Par 


1.0 


kHz 


Norm 


Off 


Par 


Par 


1.0 


kHz 


Norm 


Off 


Par 


Par 


1.0 


kHz 


Norm 


Off 


Par 


Par 


1.0 


kHz 


Norm 


Off 


Ser 


Ser 


1.0 


kHz 


Norm 


Off 




— 


DC 




Norm 


Off 


Ser 


Ser 


1.0 


kHz 


Norm 


Off 


Par 


Auto 


1.0 


kHz 


Norm 


off 


Par 


Par 


1.0 


kHz 


Norm 


Off 


Par 


Par 


1.0 


kHz 


Norm 


Off 


Par 


Par 


1.0 


kHz 


Norm 


Off 


Par 


Par 


1.0 


kHz 


Low 


Off 


Par 


Par 


1.0 


kHz 


Low 


Off 


Par 


Par 


1.0 


kHz 


High 


Off 


Par 


Auto 


1.0 


kHz 


Norm 


Off 


Par 


Auto 


1.0 


kHz 


Norm 


Off 


Sar 


Ser 


1.0 


kHz 


Norm 


Off 


Par 


Par 


1.0 


kHz 


Norm 


Off 


Par 


Par 


o 

H 


kHz 


Norm 


Off 


Par 


Par 


1.0 


kHz 


Norm 


Off 


Par 


Par 


1.0 


kHz 


Norm 


Off 



To leave the Printer Mode set the PM6304 to Communication Mode by pressing 
the INTERFACE and STEP keys as mentioned before. 
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6 ERROR MESSAGES 

After receiving the query ERR? the instrument generates a response message 
with an error number and an error description in clear te>ct, which can be read in 
by the controiier. 



Error Message 

ERRORO/NO ERROR 
ERROR101/PROM CHECKSUM ERROR 
ERROR102/iNTERNAL RAM ERROR 
ERROR 103/EXTERNAL RAM ERROR 
ERROR 104/BACKUP ERROR 
ERROR105/EXTERNAL MEMORY ERROR 
ERROR107/EEPROM ERROR 
ERROR108/EEPROM ERROR: TRiMM DATA 
ERROR109/EEPROM ERROR: CALDATA 
ERROR1 1 0/EEPROM ERROR: BINNING DATA 
ERROR1 11/HARDWARE ERROR 
ERROR 112/DISPLAY ERROR 
ERROR1 13/riME OUT ERROR 
ERROR1 14/ERROR DURING TRIMMING 
ERRORHSH'RiMMING RESISTANCE OUT OF RANGE 
ERROR1 17/OVERLOADED 
ERROR1 18/BINNING SET IS EMPTY 
ERROR1 20/CALIBRATION ERROR 
ERROR140/REFERENCE RESISTANCE OUT OF RANGE 
ERROR1 42/ILLEGAL REGISTER ADDRESS 
ERROR143/1LLEGAL BINNING NUMBER 
ERROR144/DATA INCOMPLETE 
ERROR1 45/BINNING SET IS EMPTY 
ERROR146/BINNING SET IS NOT CONSISTENT 
ERROR1 50/SYNTAX ERROR 



see Chapter/ 
Section 



SM 

SM 

SM 

SM 

SM 

SM 

SM 

SM 

SM 

SM 

SM 



UM 4.3 
UM4.3 
UM 4.7 
PM 3.5.2 
SM 
SM 

PM 3.5 
PM 3.5.2 
PM 3.5.2 
PM 3.5.2 
PM 3.5.2 
PM 3.1 
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7 COMMANDS IN ALPHABETICAL ORDER 

7.1 COMMON COMMANDS AND QUERIES (IEEE-488.2) 



Command/Query 


Description 


Page 


*CLS 


Sets ’Standard Event Status Register’ 






and ’Status Register’ to zero 


3-7 


*ESE <NRf> 


’Standard Event Status Enable’ Command 


3-7 


★ESE? 


’Standard Event Status Enable’ Query 


3-7 


*ESR? 


Reads ’Standard Event Status Register’ 


3-7 


*IDN? 


Identification Query 


3-4 


*LRN? 


Learn Device Setup Query 


3-4 


*OPC 


’Operation Complete’ Command 


3-5 


*OPC? 


’Operation Complete’ Query 


3-6 


:*:RCL 1...9 


Recall Command 


3-8/18 


^RST 


Reset Command 


3-4 


★SAV1...9 


Save Command 


3-8/18 


*SRE <NRf> 


'Service Request Enable’ Command 


3-7 


*SRE? 


’Service Request Enable’ Query 


3-7 


*STB? 


Reads Status Byte 


3-8 



h 


i *TRG 
*TST? 


Trigger Command 
Self-test Query 


3-7 

3-5 


1 


*WAI 


Wait-to-Continue Command 


3-6 



I 

I 

I 

I 

I 

1 






7 
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7.2.2 Commands for Binning 



Command/Query 


Description 


bin <NR1 > 


Allocates data to bins 0 to 9 


BIN? 


Asks for the bin the component 
is allocated to 


BIN OFF 


Normal measuring mode 


BIN ON 


Binning mode 


bin_abs 


Input af absolute values 


bin'disabl <nri> 


Disables selected bln 


B!N~ENABL <NR1> 


Enables selected bin 


bin’era <NR1> 


Deletes selected bin set 


binIrcl <NR1> 


Loads bin set into register 0 


bin"rel 


Input of tolerances in percent 


bin’set? <NR1> 


Asks for selected bin set 


BIN^STO <NR1> 


Stores bin set into register 1 to 9 


BUF bin? <NR1> 


Asks for the selected bin 


? 


from the buffer for editing 


BUF_CLR 


Deletes buffer for editing 


BUF_RCL <NR1> 


Loads selected bin set into 




buffer for editing 


cap 


Capacitance; absolute 


CAP <NRf> 


Capacitance; nominal 


DISS 


Dissipation factor; absolute 


DISS <NRf> 


Dissipaton factor; nominal 


IMP 


Impedance; absolute 


IMP <NRf> 


Impedance; nominal 


INDU 


Inductance; absolute 


INDU <NRf> 


Inductance, nominal 


LIM_HI 


Upper tolerance limit 


LIM_LO 


Lower tolerance limit 


PHA 


Phase angle; absolute 


PHA <NRf> 


Phase angle; nominal 


QUA 


Quality factor; absolute 


QUA <NRf> 


Quality factor; nominal 


RESI 


Resistance; absolute 


RES! <NRf> 


Resistance: nominal 



Page 

3-21 

3-25 

3-24 

3-24 

3-21 

3-24 

3-24 

3-23 

3-23 

3-21 

3-23 

3-23 

3-23 

3-23 

3 - 23 

3-21 
3-21 
3-21 
3 - 21 
3-21 
3-21 
3-21 
3-21 

3-21 

3-21 

3-21 

3-21 

3-21 

3-21 

3-21 

3-21 
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Please note 

In correspondence concerning this instrument, please quote the type number 
and serial number as given on the type plate. 

Bitte beachten 

Bei Schriftwechsel uber dieses Gerat wird gebeten, die Typennummer und die 
Geratenummer anzugeben. Diese befinden sich auf dem Typenschild an der 
Ruckseite des Gerates. 

Noter s.v.p. 

Dans votre correspondance et dans vos reclamations se rapportant e cet 
appareil, veuiiiez toujours indiquer le numiro de type et le numero de serie qui 
sont marques sur la plaquette de caracteristiques. 



Important 

As the instrument is an electrical apparatus, it may be operated only by trained 
personnel. Maintenance and repairs may also be carried out only by qualified per- 
sonnel. 

Wichtig 

Da das Gerat ein elektrisches Betriebsmittel ist, darf die Bedienung nur durch ein- 
gewiesenes Personal erfoigen. Wartung und Reparatur durfen nur von geschul- 
tem, fach- und sachkundigem Personal durchgefuhrt werden. 

Important 

Comme I’instrument est un equipement electrique, le service doit etre assure par 
du personnel quaiifie. De meme, i’entretien et les reparations sont a confier aux 
personnes suffisamment qualifiees. 



The wordmark Philips and the Philips shieldembiem 
are used under licence from Philips Export B.V. 

© 1995, 1996 Fluke Corporation. 

Ali rights reserved. 

Data subject to change without notice 
Printed in Germany 
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* INSIDE THIS MANUAL 

It starts with a shipment note and an initial inspection. 

i 

The manual is organized into the following chapters- 

I 

I Chapter 1 Installation and Safety Instructions 

* read before unpacWng, metalling, and operating the 
instrument. It describes grounding, power cables, and line voltage settings ^ 

I 

I Chapter 2 Main Capabilities 

This chapter describes the main features of the instrument, its functions ooera- 
l tion modes, measurement possibilities and its options. 



i 



Chapter 3 Getting Started 

This chapter starts with general procedures and precautions necessarv for 

® functional test. It contains a description ^the 
display, a summary of controls and connectors on the front and rear panels and 
.. a description of accessories and measurement setups. 




Chapter 4 How to Use the Instrument 

Irt'cSnd^hr^^^ explanations Of the measurement 

principle and the measurement of different components. 

Chapter 5 Function Reference 

Jldto description of each fimction In alphabetical order. Each 

P . J cJes an explanation of local and remote control functions. 



' ' ; --vt y'i 
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INSIDE THIS MANUAL 



PM6304 



Included in the shipment you find an additional REFERENCE MANUAL. 

The REFERENCE MANUAL contains: 

• CHARACTERISTICS 

« PRINCIPLE OF OPERATION 

- BRIEF CHECKING PROCEDURE 

• PERFORMANCE TEST 

• PREVENTIVE MAINTENANCE 

- APPENDIX 

- SERVICE CENTERS 



m 

m 
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3 
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3.2 

3.3 

3.4 



4 

,4.1 
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INSTALLATION AND SAFETY INSTRUCTIONS 

SAFETY INSTRUCTIONS 

1.1.1 Maintenance and Repair 

1.1.2 Grounding (Earthing) 

1.1.3 Connections 

1.1.4 Line Voltage Setting and Fuses 
OPERATING POSITION OF THE INSTRUMENT 
RADIO INTERFERENCE SUPPRESSION 

MAIN FEATURES 

GETTING STARTED 

GENERAL INFORMATION 
TURNING THE INSTRUMENT ON 
SELF-TEST ROUTINE 
OPERATION AND APPLICATION 

3.4.1 Control Elements, Display and Connections 

3.4.2 Measurement Setup and Accessories 

3.4.3 Example of a Measurement 

HOW TO USE THE INSTRUMENT 

THE PRINCIPLE OF MEASUREMENT 
MEASURING COMPONENTS 
4.2.1 Test Signal Frequency and Voltage 
Resistors 
Capacitors 
Foil Capacitor 
Electrolytic Capacitor 
Inductances 
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4.2.2 

4.2.3 



AUTOMATIC ZERO TRIM 
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MEASURING MODES 


4-15 




4.4.1 Automatic (AUTO) 


4-15 




4.4.2 Manual 


4-17 




4.4.3 Accuracy 


4-19 


j 4.5 


STORE/RECALL OF INSTRUMENT SETTINGS 


4-23 


4.6 


BINNING 


4-24 




4.6.1 Introduction 

4.6.2 PM 9559 Bin Programmer 


4-24 




(Infrared Remote Control) 


4-27 




4.6.3 PM 9566 Handler Interface 


4-38 


4.7 


OUT-OF-RANGE AND ERROR MESSAGES 


4-40 
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FUNCTION REFERENCE 
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FUNCTIONS OF THE FRONT PANEL OF THE INSTRUMENT 
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5.2 


FUNCTIONS OF THE PM 9559 BIN PROGRAMMER 


5-20 


I INSTALLATION AND SAFETY INSTRUCTIONS IN FOREIGN LANGUAGES 


I FIGURES 


i Fig. 1 


Front view 





Fig. 2 Rearview 

Fig. 3 PM 9540/TWE, SMD Tweezers 

Fig. 4 PM 9540/BAN, 4-wire test cable with banana plugs 

Fig. 5 PM 9541 A, 4-wire test cable 

Fig. 6 Single and double test posts 

Fig. 7 PM 9542SMD, SMD Adapter 

Fig. 8 PM 9542A. RCL Adapter 

Fig. 9 PM 9559 Bin Programmer, Infrared remote control 

APPENDIX: 

DIAGRAMS AND FORMULAS 

TABLE FOR STORAGE REGISTER CONTENTS 

LIMITED WARRANTY & LIMITATION OF LIABILITY 

DECLARATION OF CONFORMITY 

SERVICE CENTERS 
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The following parts should be included in the shipment: 

1 PM6304 / PM6304C Progammable Automatic RCL Meter DC - 1 00 kHz 
1 Users Manual 

1 Reference Manual 
1 Programmers Manual 

1 Power Cable 

2 Fuses 

2 Single Test Posts 
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SHIPMENT NOTE 



PM6304 



For built-in options, see the type plate on the rear panel: 

Type plate 





FLUKE. 




Type number 


TYPE 


PM6304/XXX 


31VA 


Code number 


NC 


9452 063 04XXX 




Serial number 


NO 


LO 


50-60H2 



Code number: 

9452 ^(63 04^^^ 



Power cable (see Section 1 .1 .4) 

Options built-in: 

2 IEEE-488 interface 

3 RS-232 interface 

4 DC Unit 

6 DC Unit and IEEE-488 interface 

7 DC Unit and RS-232 interface 
0 No option 

5 Handler interface 

0 No Handler interface 

0 PM6304 

1 PM6304C 



INITIAL INSPECTION 

Check that the shipment is complete and note whether any damage has occurred 
during transport, if the contents are incomplete or there is damage, file a claim 
with the carrier immediately, and notify the Fluke Sales or Service organization to 
facilitate the repair or repiacement of the instrument. The addresses are listed in 
the back of this manual. 

The performance of the instrument can be tested by using the Performance Test 
in the Reference Manual. 
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^ INSTALLATION AND SAFETY INSTRUCTIONS 

1.1 SAFETY INSTRUCTIONS 

Upon delivery from the factory the instrument complies with the required safety 
regulations (see Reference Manual, Chapter 1). To maintain this condition and to 
ensure safe operation, the instructions below must be followed carefully. 

1.1.1 Maintenance and Repair 
Failure and excessive stress: 

If the instrument is suspected of being unsafe, remove it from operation immedi- 
ateiy and secure it against any unintended operation. The instrument is consid- 
ered to be unsafe when any of the following conditions exist: 

• It shows physical damage. 

• It does not function anymore. 

" It is stressed beyond the tolerable limits 
(e.g., during storage and transportation). 

Disassembling the Instrument: 



WARNING 

Calibration, maintenance, and repair of the instrument must be perfor- 
med only by trained personnel who are aware of the hazards involved. 
To avoid electric shock, do not remove the cover unless you are quali- 
fied to do so. 

Before removing the cover, disconnect the instrument from all power 
sources. The capacitors In the instrument may remain charged for 
several seconds after all power has been disconnected. 
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Turn the selector to select the appropriate voltage range, if necessary, insert the 
specified fuse (T0.2A or T0.4A according to IEC1 27 or T0.25A or T0.5A according 
to CSA/UL198G) that matches the line voltage setting into the fuse holder. 




1 .2 OPERATING POSITION OF THE INSTRUMENT 

The instrument can be operated on a horizontal surface in a flat position or with 
the tilt bale extended. Ensure that the ventilation holes are free of obstruction. Do 
not position the instrument in direct sunlight or on any surface that produces or 
radiates heat. 



1.3 RADIO INTERFERENCE SUPPRESSION 

Radio interference of the instrument is suppressed and checked carefully. If radio 
frequency interferences occurs in connection with deficiant suppressed other 
j instruments, further suppression actions may be required. 
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MAIN FEATURES 



The PM6304 Programmable Automatic RCL Meter is used for precise measure- 
ments of resistance, capacitance, and inductance. Its basic accuracy is 0 1 % 

I Automatic RCL Meter has a higher accuracy of 

. 5 /0 at test signal frequencies up to 2 kHz. The instrument provides an auto- 
function and autoranging feature. It allows fast and high precision measurements 
and diagnostic of passive components over a wide range. 

The component to be measured is connected to the instrument via front panel 
posts, the PM 9541 A four-wire test cable, or the PM 9542A four-terminal test 
adapter. The Adapter PM 9542SMD or the PM 9540/TWE SMD Tweezers for 
surface-mounted components are also available. 



Measurements are performed using a four-wire system. 

The test frequency is selectable in the range from 50 Hz to 100 kHz. 

Three test voltages are available: 2 V, 1 V, and 50 mV rms. 

The measurement result, the numerical value, dimension, and the equivalent 
circuit symbol, are all displayed on the large five-digit liquid-crystal display (LCD) 
which IS updated at a rate of approximately two measurements per second. 

A microprocessor controls the measurement process, computes the measure- 
ment value, and transfers the result to the display. 

In the AUTO mode the dominant and the secondary parameter, either R, C, or L 
. of the component under test is automatically selected for display. 

For example, for an inductance with a quality factor Q between 1 and 1000 the 
instrument indicates the measurement value of the series inductance and the 
senes resistance and as the equivalent-circuit symbol, the series connection of 
an inductance and a resistance. 




In addition to AUTO mode, the following modes can 

• series respectively parallel components 

• impedance Z 
■ phase angle 

- quality factor Q, dissipation factor D 

- component voltage V^, component current lx 



be selected: 
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I An internal DC BIAS voltage (2 V dc) C5an be added to the measurement voltage 
I for electrolytic capacitors. 

j An external DC BIAS voltage can also be selected, up to 40 V dc, 

I DC resistance measurements without an ac test signal can be made by using the 

j optional PM 9565 DC Unit. 

I The instrument can be programmed and can transfer its measurement data via 
the optional PM 9548 Interface for IEEE-488, or via the PM 9549 Interface for 
RS-232. Ten measurements per second are also possible. The RS-232 Interface 
also allows output of measurement results directly to a printer with no controller 
needed. 

For sorting and binning of components, the optional infrared remote control, the 
PM 9559 Bin Programmer, and the PM 9566 Handler Interface are available. 

Nine complete instrument settings can be stored and recalled for fast and conve- 
nient setup. 



1 



! 

i 
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3 GETTING STARTED 

3.1 GENERAL INFORMATION 

This section outlrnes the procedure and precautions necessary for operation It 

Identifies and briefly describes the functions of the front and rear panel controls 
and the display. 

3.2 TURNING THE INSTRUMENT ON 

After the instrument has been connected to the line voltage in accordance writh 
to ON ^ ^ POWER switch on the front panel 

The specifications given in the Reference Manual, Chapter 1, are valid when the 
instrurnent is installed in accordance with the instructions in Chapter 1 of this 
manual and a warm-up period of 5 minutes is allowed. 

After turning the power off, wait at least 5 seconds before turning it on again. This 
allows ail power to completely discharge and the instrument to reset. 

3.3 SELF-TEST ROUTINE 

After power on, the instrument performs a self-test of the PROM, processor RAM 
.^and external RAM. After this, the software version is indicated in the upper line of 
ihe display for approximately 1 second. Ail segments of the display field are 

shown for approximately 2 seconds, and the instrument automatically recalls its 
instrument state before power off. ^ 

If a fault is found during self-test, this fault is indicated as follows, 

for example: P P j- 

For detailed information see Section 4.7. 
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3.4 OPERATION AND APPLICATION 

3.4.1 Control Elements, Display and Connections 

3.4.1. 1 Front Panel 



Keyboard: 

Description Function 



LOCAL 




INTEflMCE 




Key used to switch from remote control to keyboard 
operation. 

Key used to display and to select 

■ Instrument address for remote control via 
IEEE-488 interface 

■ Setup for remote control via 
RS-232 interface. 



POWER 

ON Power switch 

rrrrj »• off 



1 



MODE 

SER 

AUTO PAR AVERAGE 








PARAMETER 




n 












Z 


D 


lx 




« ! 


FI 




II 



















Keys used to select 

the required measurement function 



AUTO 

SER 

PAR 

AVERAGE • 



Z 



Vx 

lx 



m 



' » 



Automatic measurement mode: the 
dominant and secondary para- 
meters are automatically determined 
Select series 
or parallel mode 
Alteration of averaging function 
to reduce fluctuation of 
measured value 
Phase angle or impedance 
(complex impedance) 

Quality factor (tan 0: Q = 1/D) 
Dissipation factor (tan 6; D = 1/Q) 
Test voltage or current at the 
component terminals. 



fe 

m 
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fe 

c 
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1 

E 

fe 
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I: 
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Description 



TEST SIGNAL SOURCE 
NORMAL Hi LEVEL FREQ 
level LO W LEV EL DC 



, 

Ip, fr=Tl i 

t j j 



Function 



£Bi9 

DC 



NORMAL 

LEVEL 



HI LEVEL 
LOW LEVEL 



Measurement source voltage 
* NORMAL; 1 V ac rms or 
1 V dc 



« HI LEVEL: 

■ LOW LEVEL: 



2 V ac rms or 
2 Vdc 

50 mV ac rms or 
300 mV dc 



Test signal frequency 
50 HztolOOkHz 
or dc (optional) 



Infrared receiver for PM 9559 Bin Programmer. 



DC BIAS SOURCE 
-fl!L INT 

OFF 



b m 



Interna! 2 V dc bias on or off or external bias voltage 

(maximum 40 V dc), 

e.g., to measure electrolytic capacitors. 



' 


SETTINGS 


1 


STORE RECALL 




n 




H 





STEP 



_£SNI_ 

SINGLE TRIGGER 



ZERO 

TRJM 



Keys used to store or to recall instrument settings 
(9 registers). 



Keys used to step the test signal frequency up or 
down and to select the storage registers. 

Keys used to 

■ select single or CONT 

continuous measurement SINGLE 

■ trigger a single measurement (TRIGGER). 

Key used for automatic trimming of 
' open-circuit impedance (>100 k£2) 

■ short-circuit impedance (< 10 Q). 
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Display: 

Description Function 



REMOTE AVERAGE HOMiNAi. HiuMfT LOLMiT REMOTE Instpument in remote control via 

RS-232 or IEEE-488 Interface. 

AVERAGE increased time factor for 

averaging to reduce fluctuation 
of measured value. 





NOMINAL 1 Tolerance limits 
HI LIMIT ' and value using the 
LO LIMIT J PM 9559 Bin Programmer. 

Equivalent circuit symbols: 

In AUTO mode the dominant parameter is 
shown in the upper section; the secondary 
parameter is shown in the lower section. 

Maximum of five digits for the measured 
value of the dominant parameter. 

The asterisk indicates that the component 
is outside the basic accuracy range of 
the instrument. 




rrkR 



4>ZDQ 



Units for: 

nF, pF, fiF, mF for capacitances 

fiH, mH, H, kH for inductances 

MQ, kQ, Q for resistances 

% for tolerance limits 

in binning mode 

Display of selected parameter: 

<I> Phase angle 
Z Impedance 
D Dissipation factor 
Q Quality factor 



S’ 

1 : 

It 

t 

t 

t 
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Description 



M<Q 

DEG 

rj^\R 



Function 



Maximum of four digits for the measured value of the 
selected parameter or of the series/paratiei parame- 
ter in AUTO mode. The asterisk indicates during 
impedance measurements (Z) that the component 
is outside the basic accuracy range of the instru- 
ment. 



Units for: 

Mi3, kQ, Q 
DEG (Degree) 
nF, pF, fiF, mF 
pH, mH, H, kH 
V,mV 
mA, pA 



for resistances 




for phase angle 


s 


for capacitances 




for inductances 




for voltage 




for current 





AUTO mode enabled: 

Automatic selection of dominant and 
series/paraiiel parameter. 



RANGE HOLD HI LEVEL LOW LEVEL 
SOLE STANDBY ISIEHOIESSU 



RANGE HOLD 



Fixes the current internal 
measuring range 
(via remote control only). 



HI LEVEL 
LOW LEVEL 



Test signal voltage 



SGLE STANDBY 



Ready for single measurement 
(normal level is not displayed). 



inaiaaaa 



External bias voltage enabled. 
Internal 2 V bias enabled. 



Test signal frequency in Hz or kHz for ac or dc (dc). 
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Description 



Function 



Connector on the front panel: 

' I 




Connectors for 

• Test posts for four-wire measurement. 
■ PM 9542SMD, SMD Adapter 




Connector for 

■ PM 9541 A 4-wire test cable with Kelvin Clips 

• PM 9542ARCL Adapter 

• PM 9540/TWE, SMD Tweezers 

■ PM 9540/BAN, 4-wire test cable with 
banana plugs 



3.4.1 .2 Rear Panel 




Input power module with fuse and 
voltage selector. 

-■ ac (alternating current). 

For details, see Section 1.1.4: 

Line Voltage Setting and Fuses. 



IEEE488/RS232 






IEEE-488 bus connector for remote control. 
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Description 



/ RS232 






HANDLER INTERFACE 



Function 



RS-232 connector. 




EXT DC BIAS 

a ® 



MAX 40V 



Component handler interface connector. 



External dc bias voltage input 
(maximum 40 V dc). 



3.4.2 Measurement Setup and Accessories 

For best accuracy, you should perform ZERO TRIM (see Section 4.3) when 
you change the measurement setup, the test signal frequency, or the test 
signal voltage when test signal frequency is > 10 kHz. 

You should not change the setup after trimming if you use test signal frequencies 
>10 kHz with the PM 9541 A Test Cable with Kelvin Ciips, the PM 9542A RCL 
Adapter, the PM 9540/TWE SMD Tweezers, or the PM 9540/BAN Test Cable. 

Test posts 

Most common components can be measured with the supplied test posts 
plugged into the front panel connectors. 












v't- 

S' 











Axiai-jead Component 






^1 
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PM 9541 A Test Cable with Kelvin Clips 



Use the test cable to measure in-circuit components or components of large size. 




The test cable is connected to the instrument via the round plug (red markings 
face to face). The plug locks automatically. To unlock the plug, pull on the ridged 
part. 





I PM 9542A RCL Adapter 

I The RCL adapter allows you to make component measurements away from the 
j front panel of the instrument. The RCL adapter can also handle larger compo- 
il nents than the front panel connector can. 




The RCL adapter is connected to the instrument via the round plug on the front 
panel (red markings face to face). 

The supplied single test posts and the double test post can also be directly 
inserted into the front panel connector of the instrument. 

Note: For accurate measurements you should insert only the test posts, cable, 
or adapter, that you need for the actual measurement. 



i 

m 

I 

1 ^ 

i 

g 

I 
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SMD Adapter PM 9542SMD 



The SMD adapter can be used to measure SMD components with a length of 2 to 
10 mm, depth >1 mm, height >0.5 mm, ora diamseter >1 mm. 



For easy and quick insertion and removal of components, insert the SMD adapter 
into the PM 9542 RCL adapter. 



You can aiso insert the SMD adapter directly into the front panel connector of the 
instrument. To ease insertion of components, set the instrument in a sloping posi- 
tion (handle folded down) 





When you use the SMD adapter to measure very small capacitances especially 
3iow 1 00 pF, you must take into account the alteration of the stray fixture capaci- 
tances, depending on the separation of the contacts. 
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Fixture Capacitance (pF) 
1 . 4 | 

\ 



Additional capacitance after 
ZERO TRIM depending on 
contact opening of the SMD adapter. 



contact opening width (mm) 



rest 

position 



maximum 



PM 9540/TWE SMD Tweezers 



Use the SMD Tweezers to measure single SMD components or in-circuit SMD 
components. 




The SMD Tweezers are connected to the instrument via the round plug on the 
front panel (red marking face to face). 
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For open-circuit trimming when you are measuring small capacitances, set the 
opening of the tweezers to the size of the component. 

The two-wire measuring technique and the pressure applied by the tips of the 
tweezers can cause a measuring error in addition to the basic error of the RCL 
Meter, due to the additional serial resistance (typical 0.02 Q). The presence of dirt 
or contaminants on the tips of the tweezers can also affect measurements. The 
tips may be periodically cleaned with alcohol and a non-abrasive cloth. 



PM 9540/BAN Test Cable with Banana Plugs 

Use the test cable if you need banana plugs for your own special applications. 




The test cable is connected to the instrument via the round plug on the front panel 
(red marking face to face). 

When you perform ZERO TRIM short-circuit DRIVE+ with SENSE+ and DRtVE- 
with SENSE- for the open-circuit trimming. Short-circuit all four plugs for the 
short-circuit trimming. 
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Two-Wire Measurements 



You can measure components with two test leads in two-wire mode by using the 
plus and minus connectors. For this, it is necessary to short-circuit the drive and 
sense lines at the instrument. To reduce stray capacitances and interferences, 
use short leads. 

You also can use the eight-pole round connector. 




m 

m 

w 

m 

p 

M 

m 

m 

m 

i; 

m 



The technical specifications given in Chapter 1 of the REFERENCE MANUAL are ^ 
valid forfour-wire measurements. Four-wire measurements are particularly impor- 
tant for high Impedance components at high test signal frequencies and for low m 
impedance components. 

1 

W. 

€ 
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3.4.3 Example of a Measurement 

WARNING 

Before turning the instrument on, ensure that it has been installed In 
accordance with the instruction In Chapter 1 . 



immediately after power on a seif-test routine is performed. Then the instrument 
automatically recalls measurement settings prior to the last power off. 

(see Section 3,3). 



Insert the test posts supplied into 
the connector on the front panel 
(Logos face to face). 



F 







If the display shows dc, 
press the key. 



EBEQ 

DC 



Select an appropriate measurement 
frequency, for example, 1 kHz. 



STEP 



Press the green AUTO key. 
The display shows; 



AUTO 



AUTO 



I Press the ZERO TRIM key for 2 seconds. 



ZEno 

TRIM 
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For open-circuit trimming 
the display shows; 



For short-circuit trimming short circuit 
the test posts with a short wire or 
similar object and press the ZERO TRIM key; 
the display shows: 



If the ZERO TRIM operation is 
I unsuccessful, the diplay shows: 

* Refer to Section 4.7. 

I 

i| if the ZERO TRIM operation was 
;| successful, the diplay shows: 



Insert a known component 
into the test posts, 
e.g., a 1 kQ resistor. 




t 

i 

g 

E 

E 

g 

g 
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E 

E 

E 

E 

I 

I 

g 

E 



I The display shows: 

I. The test is finished. 

See Chapter 4 for detailed 
.] information about measurement 
f of components and 
I; measurement principles. 
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4.1 



HOW TO USE THE INSTRUMENT 

THE PRINCIPLE OF MEASUREMENT 



The component measurement is based on the current and voltage technique. The 
component voltage and the component current are measured and converted into 
binary values. From these values the CPU calculates the electrical parameters of 
the component. According to the front panel parameter selection different para- 
meters are displayed. Via AUTO mode or by pressing the SER/PAR key when 
AUTO mode was selected, the dominant and secondary parameters (resistance, 
capacitance, or inductance) are displayed. In addition manually selected para- 
meter can be displayed (Q, D, Z, $, V^, or y. 

Each measurement cycle lasts approximately 0.5 seconds. For AC measure- 
ments one cycle consists of seven single measurements, the results of which are 
stored and arithmetically evaluated. Finally the result is transferred to the display. 
The seven single measurements are as follows; 



1. Voltage Measurement: 0° 

and internal gain factor setting 

2. Voltage Measurement: 90® 

3. Reference Measurement: 0® 



Gain factor >1 

4. Reference Measurement: 90® 

5. Current Measurement: 0® 

6. Current Measurement: 90® 

7. Reference Measurement: 0® 



Gain factor = 1 

Current Measurement: 0° 

Current Measurement: 90® 

ReferenceMeasurement: 0® 

Reference Measurement: 90® 
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The seven measured values are stored at the end of the single measurements. 
The microprocessor uses the measured values to calculate the equivalent series 
resistance Rs, the equivalent series reactance Xs, and the quality factor 
Q = Xs/Rs of the component. In AUTO mode the microprocessor determines the 
dominant and secondary parameter, calculates its value, and displays it together 
with the equivalent circuit symbol. If one of the other parameters is manually 
selected, this parameter is calculated and displayed. After that the next 
measurement cycle starts with the seven single measurements. 



The display shows: 





innr 


In F 


j j 


f u.u 0 


! 




”1 o 


r kQ 


ftUTO 


IO.D 


b 






tn 






KU kHz 

J 



The following phase diagrams and formulas show the mathematic basics for inter- 
nal calculation of the component value. 



V: voltage 

I: current 

V1 , V2: 0°-voltage, 90°-vottage 




The phase angle between I and V is cj). 
The phase angle between I and VI is a. 



Vp Ip V1 



In the diagram the phase relation between I and V happens to be a lossy induc- 
tance. 

In each measurement cycle, the following components are determined: 

Vp, Vq, Ip, Iq. 
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The senes resistance and reactance are calculated from these cornponents. 

Rs = MP.. t . V qji1 ( Vqlp + Vpl^ 

Ip^ + Iq‘ I ^ j Ip2 4- Iqz 

The following equivalent circuit is valid: |X* 



V. _VqIp + VpIq 

Iq 2 + To2 Tn2 Tt^2 (2) 



Rs Xs 



Rs R 



tan<}) = 


1/D = 


lXs| 

Rs 


(3) 


tan6 = 


1/Q = 


|Rs| 

Xs 


(4) 



The magnitude of Q and the sign of Xs determine which parameter of the compo- 
nent is dominant 



Xs positive = inductive 
Xs negative == capacitive 



The formulas for the various parameters are as follows: 

^ lXs| . 

Q = __ see equation (3) 2 = v^Rs* + Xs^ 



Rp = (1 + Q®) X Rs 
Rs see equation (1) 



’ u>(1 + 1/Q2)|Xs| 
(1 + 1/Q2)|Xs| 



if Xs < 0 



. ^ 1_ 

’ w|Xs| 

_ |Xs| 

~ 0) 



if Xs > 0 
if Xs < 0 
if Xs > 0 



Impedance Z = R + jX 
Admittance Y ^ t /Z 



liilBP** 
































iliiffiiiiSlIS 













HOW TO USE THE INSTRUMENT PM6304 

Example: 

By using the seven measurements, the instrument has calculated Rs and Xs in 
accordance with formulas 1 and 2, for example, 

Rs = 3.068 kQ 

Xs = -15.199kQ 

From this the instrument calculated: 

Q.M. 4.954 
Rs 

The instrument displays the corresponding equivalent circuit symbol with the 
dominant and the secondary parameter, according to the criteria of the Auto 
Mode Decision Diagram {see Section 4.4.1); in this case, as Xs is negative and 
1 < Q < 1000: 



The display shows: 



^ * 


mnr 


" ' 'V 

In F 


i i 
1 1 


( LUJ 0 


f 


AUTD 


18.35 

m 

kHz 

4/ 



The calculation of the dominant parameter Cp was done according to the fol- 
lowing formula: 

--- 1 
^ 0)(1 -M/Q2)|Xsl 



Co == — = 10 061 nF 

X 1 kHz (1 + 1/4.9542) x 15.199 kQ 



The maximum display is five digits ±1 digit tolerance. 







"p 
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For accurate measurement, you should select an appropriate test signal frequen- 
cy; see Section 4.2. 

If you measure the same component mentioned in the preceding example, with 
a test signal frequency that is too low, the resistive part of the capacitive compo- ^ 
nent dominates. 

So the instrument determines a resistor as the dominant parameter. 




The instrument determined: 
Rs — 63.248 kO 

Xs - -31.680 kQ 



and calculated: 




0.501 



Because Q<1 , the display shows a resistor as the dominant parameter. 
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Calculation of the other parameter is performed by the same formulas: 
D = 1 = 2.00 

Rp = (1 + Q^) X Rs = 79.123 kQ 
~ co(1 + 1/Q=)|Xs| "" 

Rs = 63.248 kQ (calculated according to formula 1) 

Cs = = 50.23 nF 

co|Xsj 

Z = vRs^ + Xs^ = 70.74 kQ 

♦ ^ |Xs| 

tan 4) = = 0.501 

4> = - 26.6 DEG 



If you are interested in mathematics, the appendix of this guide shows the phasor 
diagrams and formulas for the various components. 
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4.2 MEASURING COMPONENTS 

4.2.1 Test Signal Frequency and Voltage 

Resistors, inductors, and capacitors are not idea! electricai components. They afl 
have secondary effects that limit their performance. Understanding the effects is 
important in understanding the results displayed on the RCL meter. For example, 
a resistor has shunt capacitance and lead inductance. Inductors have shunt 
capacitance and resistance in their windings. 

The differing reaction of these components, which depends on the frequency and 
test signal voltage, requires methods of measurement adapted to each situation. 

To this end, the PM6304 / PM6304C has a frequency range from 50 Hz to 1 00 kHz. 
Resolution : 50, 60, 1 00, 1 20, 200, 300, 400 Hz to 1 9.9 kHz, 20 kHz, 1 00 kHz 

The anaiog-to-digital converter (ADC), used for digitizing the measured values, 
is basically insensitive to hum interfered into the measurement setup. Hum inter- 
ference may degrade measurement accuracy using test frequencies of 60 Hz or 
1 20 Hz at 50 Hz AC power or 50 Hz test frequency at 60 Hz AC power. 



The following can be selected as the test signal voltage: 



AC voltage: 

2 V, 400 Q internal resistance 
IV, 1 00 Q internal resistance 
50 mV, 1 00 Q internal resistance 



DC voltage (option): 

2 V, 400 £2 internal resistance 
IV, 1 00 Q internal resistance 
300 mV, 1 00 £2 internal resistance 



An internal 2 V dc bias voltage or an external bias of maximum 40 V dc can be 
added to the AC voltage signal. The external voltage must be free of hums, partic- 
ularly if test signal frequency is 50 Hz or 60 Hz (line frequencies). 

If you measure components with Z >10 kQ and If you use an external bias source 
with an impedance >50 £2, perform open-circuit trimming with bias voltage 
applied. 



WARNING 

A 40 volt external bias can charge a capacitor to a high enough voltage 
that it can cause injury If It is accidentally discharged. Verify that polari- 
zed capacitors are installed with the correct polarity before applying 
a bias voltage. 
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4.2.2 



Resistors 



In principle in addition to its purely resistive component, a resistor has capacitive 
and inductive components. 



H 






\ 








R = DC resistance. 

Ls = Inductance of any winding/coiling and of the components leads. 

Cp = Shunt capacitance across the resistive component. 

In the case of wire-wound resistors, C and L are relatively high due to the winding. 
In the case of film resistors, these values are considerably smaller. 

With low-valued resistors (<1 kQ), the series inductive component dominates. 

Ls R 



3 



With high-valued resistors (>1 kQ), C predominates. 

R 



Cp 

HH- 



The effect of C and L limits the high frequency performance of the component. 
Measurement Conditions: 

Select a low test signal frequency, i.e., 1 kHz or measure with DC voltage (option), 
in the case of resistors in the megohm range, the instrument might recognize the 
shunt capacitor as the dominant component if the measurement frequency is too 
high. 






10 
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4.2.3 Capacitors 

Several components, which depend on the type of capacitor, determine the elec- 
trical characteristics of a capacitor. 



Foil Capacitor; 



L Ri R2 C 




L = Inductance of the lead wires, the bonding and the winding 
(mainly in the nH area). 

Ri = Resistance of the bonding (5 to 10 ohms in unfavorable cases). 

R 2 = Resistance of the foils, which increases as frequency increases. 

Rp = Dissipation in dielectric, which can be ignored as frequency increases. 
C = Capacitance. 

Electrolytic Capacitors: 

With AC voltage 



L ESR c 




L = Inductance of the connections and of the winding. 

ESR = Equivalent series resistance: 

Resistance of the electrolytes, the dielectric, DC resistance 
of the mechanical structure. The ESR depends on the frequency. 
C = Overall capacitance. 



m 
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C = Overall capacitance. 

RiSOL = Insulating resistance, it determines the leakage current of the compo- 
nent. 

Electrolytic capacitors operate at lower frequencies (usually <10 kHz). 







.. ■-'K.i'is... a.-! 



Measurement Conditions: 

The frequency for the test signal should not be selected too high as otherwise a 
capacitance that is too high is measured when the resonant frequency is 
approached. 



1 

2jtyLC 



fo = self- resonant frequency 




If the frequency is too low, the ohmic and inductive components falsify the result. 
A test frequency lower than fo/30 should be taken as the approximate value. 

For example: 

Typical self-resonant frequency for a 1 00 |xF capacitor is 50 kHz; select test signal 
frequency less than 1 .6 kHz. 

Electrolytic capacitors used for smoothing in power supplies should be measured 
at their operating frequency (100 Hz or 120 Hz). 

in order to determine the real dissipation components, a high test frequency is 
selected for the serial losses and a low one for the parallel losses. 

Use DC voltage for measuring the insulating resistance. 
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4.2.4 Inductances 



Coil with iron core 



Re 






L 



Cp 



Rs = DC resistance of the copper winding 
Re = Core loss 

Cp = Capacitance of the winding 
L = Inductance 



Measurement Conditions: 

As in the case of the capacitor, the test frequency (fiESi) shouid lie far below 
the self-resonant frequency (fo). The fp frequency can be very low because of 
the relatively high capacitance of the winding. 

fo = — ~= fo = self- resonant frequency 

2?tyLC 

Approximate value; fjEsi = fo/30 

It is advisable to measure the coil close to its operating frequency if the reaction 
of the coil under operating conditions is to be determined. 

A voltage level that is not too high must be selected for coils because of the satura- 
tion effect caused by the iron core. For this purpose, the PM6304 offers a voltage 
reduced to 50 mV. 

Use DC voltage to measure the resistance of the winding. 
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4.3 AUTOMATIC ZERO TRIM 

When pressing the ZERO TRIM key tor approximately 2 seconds the instrument 
performs an impedance measurement of the measurement setup and stores the 
value determined. The display shows PASS. For all further measurements this 
value will be taken into consideration. To ensure best measuring accuracy you 
should perform ZERO TRIM when you change the measurement setup, the 
test signal frequency, or the test signal voltage when the test signal 
frequency is > 10 kHz. 

If you press the ZERO TRIM key with a component connected with an impedance 
of <10 Q or >100 kQ, the value of the component will be taken into consider- 
ation. At open or short-circuited contacts of the measurement setup the instru- 
ment now indicates a negative resistance value, for instance, or an inductance 
in case of a connected capacitance (or a capacitor in case of a an inductance ) 
Please perform ZERO TRIM once again without any component connected in or- 
der to obtain correct values. 

The TRIM data are stored in a memory and will persist even if the instrument is 
switched off. 

Note. If you use the test cable with PM 9541 A Kelvin Clips, the PM 9542A RCL 
Adapter, or the PM 9540/TWE, SMD Tweezer for test signal frequencies 
S: 1 0 kHz, you should not change the setup after trimming. 

To avoid measurement errors, do not touch the contacts during measuring. 



Short-Circuit Trimming 

For measuring low impedances, below 100 Q in particular, please short-circuit 
the contacts of the measurement setup and press the ZERO TRIM key for approx- 
imately 2 seconds. The display shows bUSY and Scf (short-circuit). The instru- 
rnent now performs a measurement and stores the value determined, which is the 
short circuit impedance. The display shows PASS. For all further measurements 
this value is taken into consideration, including the line and contact impedances. 

If during short circuit trimming the measured impedance is >10 Q, FAIL will be 
displayed. 
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Open-Circuit Trimming 

When you measure low capacitances with high test signal frequency the open- 
circuit impedance of the measurement setup may affect the result. Remove any 
connected component and press the ZERO TRIM key for approximately 2 se- 
conds. The display shows bUSY and Oct (open-circuit). The instrument performs 
a measurement considering the value determined, which is the open-circuit im- 
pedance, for all following measurements. The display shows PASS. 

If the impedance measured during open-circuit trimming is < 1 00 kQ, the dipisay 
shows FAtL 

For the ZERO TRIM the contacts DRlVE-f and SENSE -i- as well as DRIVE- and 
SENSE- should be connected. As far as the adapters available from Fluke are 
concerned, this is normally ensured automatically, except for the PM 9540/BAN 
cable and for the PM 9542SMD SMD Adapter. 

If you use the PM 9540/BAN cable in your own special application short-circuit 
DRiVE-t- with SENSE-f and DRIVE- with SENSE- for the open-circuit trimming. 
Short-circuit all four plugs for the short-circuit trimming. 

As far as the SMD Adapter is concerned the contacts are insulated from each 
other. The contacts are only closed when a component is inserted. 




Contacts of the PM 9542SMD, SMD Adapter 
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To perform ZERO TRIM at an open adapter with the DRIVE/SENSE contacts con- 
nected, the SMD Adapter is equipped with SMD components with an impedance 
of 2 “* oo. Please use this component for open-circuit trimming. For short-circuit 
trimming you can use one of the attached components with an impedance of 
Z 0 Q. These components have a real resistance of typical 4 mQ, You should 
take into account this value if you measure low impedances. 

If you need spare sets you can order them via your Service Organization with the 
following number: 5322 310 32275. 



Z 0 Q Z 00 




4.4 MEASURING MODES 

After power on, the instrument automatically recalls the mode that was set before 
power off. 

" Select a suitable measurement setup. 

" Select the matching test signal frequency and voltage 
(refer to Sections 3.4,2 and 4.2). 

■ Execute ZERO TRIM if necessary. 

" Insert the component. 

Galvanic nonconducting components, e.g., electrolytic capacitors, should be 
measured with the internal bias voltage activated. To do this 

■ Press the DC BIAS ON/OFF key. 

" The display shows Wl 



4.4.1 Automatic (AUTO) 

In most cases, you will be interested in the dominant parameter of the component. 
This IS automatically determined and displayed in the AUTO mode. Press the 
green AUTO key. The display shows AUTO, the value of the dominant parameter 
in the upper line, the value of the secondary parameter in the lower line, and the 
appropriate equivalent circuit symbol. 
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Function and Key Operation 



Display 




The decision criterion for selecting the dominant parameter is Q = D = 1 . Refer 
to Section 4.1 . The values Q and D not only depend on the component but also 
on the test signal frequency used. 



Reactance 



jy. Q=:1000 

0==^ 0.001 







D = 1000 
Q = 0.001 



3 

Resistance 



D == 1000 
Q === 0.001 



1 



Q = 1000 



D = 0.001 



AUTO MODE DECISION DIAGRAM 



■■■ -y 
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4.4.2 



Manual 






if you want to determine a parameter that differs from the one automatically calcu- 
lated by the instrument, press the appropriate function key; 



Function and Key Operation 



Display 
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Function and Key Operation Display 




Current measured 




it Current or voltage is displayed for approximately 3 seconds. The instrument 
then returns automatically to the parameter you selected beforehand. 

The values displayed for the selected parameter are calculated by the instrument. 
I They are based on the values measured for the series reactance and the series 
resistance (refer to Section 4.1). 
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Accuracy 



The following diagrams show the measuring range and accuracy of the instru 
nri6nt as a function of test signal frequency and voltage. 
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4.5 



STORE/RECALL OF INSTRUMENT SETTINGS 



Nine complete instrument settings including trim data can be stored in memorv 
registers 1 to 9. The current mode is automatically saved separately. The memo- 
ries are buffered by battery so that the data are retained even after the instrument 



is turned off. 



After power on, the instrument runs through its start routine, and then aoes to the 
mode that was iast set. ^ 



Store 

1 ? Sfo and a digit 

frorn 1 to 9 for the memory register number. This number under which the settings 

are to be stored can now be selected by using the +/- step keys; the measured 
values are not stored. •'’oou.eu 

Pressing STORE once again saves the settings under the register number 

selected. Any values that may exist there already are overwritten and lost in the 
procsss. 



Recall 

stored settings are called up by pressing the RECALL key. The display shows rCL 
a memory register number. The display panel starts to flash. The data from 
this memory register are only displayed but not yet called up. 

numbers 1 to 9 to 
again, , he stored setting 



1 
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4.6 BINNING 

4.6.1 Introduction 

Binning means sorting components by their measured value into boxes or similar 
containers. 

During the binning process w/ith the PM6304, similar component values are allo- 
cated to defined sorting fields knov\m as bins to obtain better tolerances, closer 
matching or pass/fail sorting. 

You can define a maximum of 10 bins. For this purpose, you can use an interface 
for remote control with a PC (IEEE-488 or RS-232 as an option) or an infrared 
remote control, the PM 9559 Bin Programmer (option). 

The instructions for programming with the PC are described in detail in the 
PROGRAMMERS MANUAL and in brief form in Chapter 5. This section describes 
binning using the PM 9559 infrared remote control. 

The PM6304 checks the component according to the criteria of bins 1 to 9, last 
of all according to bin 0, and displays the bin the component is allocated to. If none 
of these requirements are met, the display shows FAIL. 

Values and limits (tolerances) for 1 0 complete bin records, each record for a maxi- 
i mum of ten bins (bins 0 to 9), including the selected instrument settings can be 
stored in registers of the PM 6304. These registers are independent of those that 
contain the instrument settings typed in at the front panel. 

The limits of the bins can be defined in the following ways according to the various 
demands: 

• Binning components can be defined with a certain value according to different 
tolerance classes, for example, for quality control or incoming inspection. 

bln 3 

bln 2 H 

bin 1 — M 
nominal value 



m\ 

ml 



m 

ml 



m 
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The instrument checks in the sequence bin 1 , bin 2 ... to bin 9 and then bin 0. 
' the greatest tolerance is programmed for bin 1 , then all components lying 
within this tolerance are immediately allocated to bin 1 . 

A different parameter than that for bin 1 to 9 can be defined for bin 0. 

For example, bins 1 to 9 check the tolerance of a capacitor and bin 0 checks at 
last the quality factor of the capacitor. 

The display is as follows: 



Component meets tolerance defined in: 



bin 1 to 9 



YES 



NO 



YES 



bin 0 



YES 



do not care 



Display 



bin 1 to 9 



FAIL 



0 







Binning components can be defined according to certain values, e.g. resistors 
according to the series El 2, here with ±5 %. 



~bin1 - 
nominal 



-bin 2 - 
nominal 



— u, — bins — ^ — bln 4 -- 
nominal nominal 



-5% 1 kQ -fS% -^5% 1.2 ka -fS% -5% 1.5 kQ +5% ~5 % 1.8 kQ +5% 

Sequential limits with reference to nominal values. 



If limits overlap, a component lying within this overlapping area is always allocated 
to the bin with the lower number. 



-bins 


1 always bin 3 






nominal ^ 


ufn 4 "" 

nominal 


1,5kQ % 


1.8 kQ 



- 10 % 
1.35 kQ 



- 10 % + 10 % 
1.62 kQ 1.65 kQ 



+ 10% 
1.98 kQ 






























4-26 



HOW TO USE THE INSTRUMENT PM6304 



Nested and sequential limits can be combined. 




-5% 



-2% -1% 1 k£2 +1% +2% 



+5% 



Sequential and nested limits. 



The limits can be programmed directly as absolute values instead of a nominal 
value with an upper and lower limit in percent: 



bin 1 



0.950 k £2 1.050 kQ 

LOW HIGH 



When storing, the instrument checks the values entered for plausibility. A nominal 
value with an upper limit of +5 % and a lower limit of +5% or a value without limits 
would not be accepted. The instrument displays Error and the number of the bin 
concerned. 

No check is made whether the tolerances selected lie in the accuracy range of 
the instrument. This accuracy depends on the type and the value of the com- 
ponent to be measured and on the test signal frequency and voltage. Refer to 
Section 4.4.3. 
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4.6.2 PM 9559 Bln Programmer {infrared Remote Control) 




4.6.2. 1 Keyboard 



Infrared transmitter 












Normal 

measuring 

Binning 

Data input for 
binning criterias 

Tolerance 

limits 



Keypad for 
numerical values 



Sign key 

Storing of 
data sets 
Call-up of 
data sets 



RCL «ET£fl MOD£ 

'HI 



CAL 

tOQD tCkS < 

mi 



UMITS 

HtOH LOW N QWKA L 

S C L Q D 

«l Ml Mi MU IM! 

7 S 6 Z <D ■ 

mm .mu mm imi iwm 

“ * s t k M 

(Ezs mu mu S0 

^ i 3 ^ m • 

E3 EH BH! ES Si 

P ■ p n 

■m 3 m mm nn 

STOn£ flfcJALL RUPOUT £.KTtyt 

'Ml Ml a M- 



l PM 9559 bin programmer 






Calibration 

Bin selection, 
bln disable/ 
enable 



Parameter 
for binning 

Factors (units) 
for numerical 
values 



Enter key 

Key to delete 
existing data 
or last Input 















• - '■■ 
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4.G.2.2 Battery Replacement 

The remote control is supplied with power by means of the accompanying 9 V 
block battery. 



Inserting the battery: 




Pry open the battery 
compartment at the back 
of the remote control. 




Attach battery terminals 
and insert the battery. 
The battery is protected 
from falling out by a 
retaining clip. 

Close the compartment. 



Operational check: Press any key; the pilot light must flicker. 

If necessary, check the battery. 

NOTE: Remove dead batteries and dispose of them 

according to local regulations. 

CAUTION: To prevent the remote control from being damaged, use 

only leak-proof batteries of the type 6F22G or simitar for 
replacement. 
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4.6.2.3 Programming with the Infrared Remote Control 

You can define a set of bins by using the following steps. 

The examples are based on empty memory locations. If vaiues are contained 
there, delete the old values with the RUBOUT key before entering new ones. 
Pressing the RUBOUT and the ENTER key after selecting a bin number deletes 
all values of the bin. 



Function and Key Operation 
Set the instrument to data input. 



Display 



OJ DATA INPUT 



b> dHt 












Select the bin. 

BIN 

NO 1 




Set to nominal value. 



Define the parameter and 
set the value. 
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If the nominal values selected for the next bins are to remain the same as in 
bin 1 , then the tolerances for these bins refer to this nominal value. 

Function and Key Operation Display 

Set the upper limit *. , — 



bt n? 






Set the lower limit ■*. 



bf np 



E nt E r 
bf nP 



The instrument automatically 
selects the next bin. 



bt n3 



* !if °"’y ^PP®r lower limit. The Instrument automatically inserts the same 

lm! r T ®‘sn for the other limit. However, if values are already stored here, these 

remain uncnanged. 

A maximum of 1 0 bins can be defined. 
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This example referred to nested bins with tolerances in percent. 

Other input types, as described in Section 4.6.1, are possible as follows. 



Function and Key Operation 



Input as an absolute value: 

Set the instrument to data input. 
Select the bin. 

DATA INPUT 
BIN 



Display 




m 



m 

p> 



Select the upper limit. 
Define the parameter. 
Set the absolute value. 



HIGH 




0211 E±I] oi 




Select the lower limit. 

Define the parameter 

(the same as for the upper limit). 

Set the absolute value. 



UOW R 
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Function and Key Operation 



Enter 



ENTER 



The instrument automatically 
selects the next bin. 




fai nB 



in . 



If Error appears when pressing the ENTER key, please check to see whether the 

data record contains a nominal value programmed at an earlier stage (NOMINAL 
key). 



ote. The data for a bin are stored in a buffer after every acknowledgment 
(ENTER). These data are lost when the instrument is turned off or when 
leaving bin programming by pressing a front panel key. After the STORE 
function the data are stored in memories buffered by battery (memorv 
locations 0 to 9). 
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Function and Key Operation 



Store 



STORE 1 




Enter 

ENTER 

m 




In addition to the data of the bin set, the instrument settings selected, such as 
test signal frequency and voltage, measuring mode, DC bias etc. are also 
stored. Any data found in the storage register are overwritten. 

Stored sets are called up by pressing the RECALL key, the desired storage 
register number (1 to 9) and the ENTER key. 

If some programmed bins from a set are not to be taken into account during 
binning, they can be deactivated by pressing the DISABLE key (except for bin 
1 ). 

Pressing the ENTER key now shows only the active bins. A deactivated bin is 
activated again by pressing the BIN N° key and the relevant number. 

A table in the appendix has been provided for your notes on assignment of the 
storage register contents. You can make a copy of the table and fill in the pro- 
grammed values. 






4.6,2.4 Binning 



Select the measurement setup and, if necessary, execute trimming (ZERO 
TRIM). 

Press the DATA INPUT key on the infrared remote control and cail up the bin 
record desired by pressing RECALL. If no data have been stored yet, enter the 
parameters and tolerances according to which binning is to take place. Refer to 
Section 4.6.2.3. 



Storage Registers 




press the DATA INPUT key, and press 
the BINNING key to start binning. 
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The instrument is set to the bin mode by pressing the BINNING key. The 
instrument settings stored in the memory are adopted. The instrument switches 
automatically to single measurement to avoid measuring errors when inserting 
or removing the components to be measured. 

The display shows maximum five digits. The instrument calculates with a higher 
resolution. For example, the upper limit for bin 1 is 1 00 Q, the instrument measures 
100.004 Q; in this case the display shows 100.00 Q, but the component is cor- 
rectly allocated to bin 2. 

Insert the component and start measuring by pressing the TRIGGER key. 

The PM6304 checks the component according to the criteria of the individual bins 
and shows in what bin the component is and its value. If none of the criteria of bin 
1 to 9 are met, the display shows FAIL, see table on Page 4 - 25. 



Example: 



Function and Key Operation 



Display 



Set the instrument to data input. 



* DATA INPUT 



b> dRt 



Call up the stored data. 

RECALL 1 

Hi EH 



L oRd 

b> n 
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4.6.3 PM 9566 Handler Interface 

To make further handling of the checked components easier, you can connect 
appropriate control lines to the bin numbers by means of the HANDLER INTER- 
FACE (option). For example, LEDs that can identify the bin where the component 
is placed can be connected by means of these control lines. This process can also 
be automated by means of the appropriate application (conveyor and electro- 
magnetic flaps). 



Identification by LEDs (principle) 




Automatic handling (principle) 








— 




I II 

i II iiil 


I liliv 
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^ 



Bin l| \ ] Bin 2| Bin 8| \ j Bin 9| \ J Bin 0 



FAIL 
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Connection Example: 



bin 9 8 7 ..... 1 0 FAIL 




6 -fS V 
external DC 
90 



Socket at the 
instrument 

{) — 10 
0 — 9 



^ — 3 
->— 2 
■ 0 “* ^ 
13 

0 14 



The Internal driver stages have open collector outputs. 
External operating voltage max. +24 V DC voltage. 
Maximum collector current 200 mA. 



Pin assignment: 



HANDLER INTERFACE 




8 15 9 1 



View of the rear 



Bin 9 
Bin 8 
Bin? 

Bine 
Bin 5 
Bin 4 
Bin 3 
Bin 2 
Bin 1 
BinO 
FAIL 
+ DC 
TRIGGER 
Ground 

Shielding (screen) 
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4.7 OUT-OF-RANGE AND ERROR MESSAGES 

The middle segments of the digits are displayed when the following limits are 
exceeded: 

• Resistance >200 MQ at AC, 

> 50 MQ at DC 

• Capacitance > 32F at 50 Hz, > 16 mF at 100 kHz 

■ Inductance >637 kH at 50 Hz, >318 H at 100 kHz 



m 

K 

m 



The asterisk in front of the upper digits indicates that the measured component 
is outside the measurement range of the basic error limit. 

Select a different appropriate test signal frequency and check that the 
measurement is within the basic accuracy: see tables in Section 4.4.3. 

The asterisk in front of the lower digits only indicates when impedance is being 
measured that the value is outside the basic error limit. Other parameter values 
displayed by this digits are secondary parameters and generally not within the 
basic accuracy range of 0.1 %; for these no asterisk is displayed. 

After power on, the instrument checks the PROM, the processor RAM, and the 
external RAM. Additionally the instrument generates error messages if there are 
faults during measurements or trimming or if there is a fault during data transfer 
to a printer. 

Errors are indicated as follows: 

Err I Program memory checksum error 

Err c* Processor RAM defective 

Err 3 External RAM defective 

Err H External RAM, backup {current instrument settings) destroyed 

Err 5 External RAM, stored instrument settings 1 to 9 destroyed 

Err 6 Error during analog to digital conversion of the test signal 
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Err B 
Err 3 

Brr W 
Err I I 
Err H 
ErrHB 



EEPROM defective 
Error in trim- data (EEPROM) 

Error in calibration data (EEPROM) 

Error in binning data (EEPROM) 

Error during line frequency detection 
Test signal out of limits during trimming 
Communication error to the printer (time-out) 



Errors 19 to 41 are errors during recalibration. 

A detailed description is given in the Service Manual, Chapter 9. 



i|ii 






During measurement with the bias voltage activated, the display shows oVer if 
there is excessive DC current flow from the bias source. 

If the values entered for binning do not match each other, the instrument displays 
Error when an attempt is made to store them. 

If the instrument cannot compensate the short-circuit or open-circuit impedance 
during trimming, it displays FAIL. Check the contacts and try it again. 
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PM6304 FUNCTION REFERENCE FRONT PANEL 

5 FUNCTION REFERENCE 

In Section 5.1 , ail functions of the instrument that can be called up at the key panel 
are described in alphabetical order. Each function description contains; 

■ A detailed explanation of the function. 

• The key sequence for setting or calling up via the keyboard and the relevant 
display. 

« The commands for remote control. 

The Programmers Manual contains detailed information about the interfaces for 
the remote control, the program message syntax, and the complete set of remote 
control commands. 

Some functions are possible only with the appropriate options: 

For example, binning components according to tolerance class requires the 
PM 9559 Bin Programmer or an interface for remote control. Measuring compo- 
nents with DC voltage only requires an integrated DC unit. 

These functions are identified in the description by ’option’. 

Section 5.2 describes the functions of the PM 9559 Bin Programmer for program- 
ming tolerance ranges for binning components. 





















FUNCTIONS OF THE FRONT PANEL OF THE INSTRUMENT 



AUTO Mode 



In this mode, the instrument autometlcally determines the dominant parameter 
of the component measured and displays the appropriate equivalent circuit sym- 
bol. The value of the dominant component is displayed in the upper line, and the 
value of the secondary parameter is displayed in the (ine below. 


















MsmsBib. 
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The decision criterion for defining the dominant component is Q=D=1, with Q 
and D not oniy dependent on the features of the component but also on the test 
signal frequency used (see Sections 4.1 and 4.2). 

Decision criteria for defining the dominant parameter and for the equivaient circuit 
symbol in the sectors of the phase level: 



Reactance 




AUTO MODE DECISION DIAGRAM 
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Remote control commands; 
Setting; 

Query for dominant and 
secondary component; 



AUTO 



COM? 



B02BH.O 









1? 






















raiiBss 






AVERAGE 



With continuous measurement, the instrument performs an exponential average 
from the individual measurements before the value is shown in the display. The 
time factor of the average is increased by pressing the AVERAGE key This 
reduces fluctuations in the display. 

The original time factor reappears when the key is pressed again. 



30.BBH 



Remote control commands; 



AVGON 
AVG OFF 
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EXT External 




FREQ/DC Test Signal Frequency 



Press the FREQ/DC key longer than 1 second to change from an AC voltage 
signal to a DC voltage signal (option). 

Pressthe key briefly (less than 1 second) to changes the frequency step by step: 
100 Hz, 1 kHz, 10 kHz, 100 kHz, 100 Hz, 1 kHz, 10 kHz, 100 kHz ... 




>1 Sec 





<1 sec 



IU.U "" 
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Remote control commands: 

Selecting the test signal: TEST_SIG AC or TEST SIG DC 

Setting the AC frequency: FRE x ~ 

X = Frequencies possible: 

50 Hz, 60 Hz. 100 Hz, 120 Hz, 300 Hz, 400 Hz to 20 kHz, 100 kHz 



Queries: 



TEST SiG? 
FRE?" 















HI LEVEULOW LEVEL 



Voltage of the Test Signal 



Key used to select a voltage for the test signal higher or lower than 1 V: 

HI LEVEL: 2 V AC voltage or DC voltage; 

400 Q internal resistance 

LOW LEVEL: 50 mV AC voltage, 300 mV for DC voltage; 

1 00 £2 internal resistance 



HI ^gvgL 
LOW LEVEL 




HI LEVEL 
LOW LEVEL 



LOWUEVEL in 



Remote control commands: 

Setting: 



Query: 



LEV LO or LEV Hi or 
LEV NO (normal) 



" ' M" 
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INTERFACE (Option) 

Depending on the internal interface, the instrument address (IEEE-488 interface) 
is displayed when you press the INTERFACE key. Press the STEP keys to select 
a different address. With a built-in RS-232 interface, the display shows Co or Pr 
(Communication Mode or Printer Mode) and then the current configuration. Press 
the INTERFACE key again to step through a menu to select mode of transmis- 
sion, baud rate, data bits, parity, and handshake. If more than 3 seconds passes 
and no key has been pressed, the instrument returns to normal display: altered 
settings are not stored. To store the settings, press the INTERFACE key several 
times until the normal display appears. 

Display with IEEE-488: 



Rd 



dO 



Address 20 



Display with RS-232: 



fa 9.6 ^ 



J O 

d u 



Baud rate 9600, data bits 8, 
parity none. 

The Programmers Manual contains a detailed description about the configuration 
setting. 

INT/EXT Internal/External 
Refer to DC BIAS SOURCE. 



ii 
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Current Measured 



Refer to yjh (Voitage/Current). 



LEVEL Test Signal Voltage 



Refer to HI LEVEL/LOW LEVEL. 



LOCAL 



Press this key to switch back from remote control to keyboard operation. You can 

lock the key with a remote control command to prevent inadvertent or unautho- 
rized use. V/, uMouinu 



REMOTt 



3D.P55 




LOCAL 



3u.?55 




Remote control commands: 



No device-specific message 



Common commands, e.g., with the PM 2201 Interface: 



Reset to local: 
Lock key: 



lOLOCAL 

lOLLOCKOUT 
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LOW LEVEL Lower Voltage for Test Signs 



MODE of Measurement 



Refer to AUTO, SER/PAR, AVERAGE. 



NORMAL LEVEL Test Signal Voltage 



Press this key to return to a test signal voltage of 1 V with an internal resistance 
of 100 Q, if HI LEVEL or LOW LEVEL was selected. 




NORMAL 

LEVEL 




Remote control commands: 



Setting: 



LEV NO 



Query: 



PAR Parallel Parameter 



Refer to SER/PAR. 












mmgmm 
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PARAMETER 

Refer to Q/D, Vx/Ix- 



Q/D Quality/Dissipation Factor 

Press this key to display the quality factor Q or the dissipation factor D calculated 
by the instrument for the component up to 1 000 or 0.001 . 

Q and D not only depend on the features of the component but also on the test 
signal frequency used. Refer to Chapter 4 and to the appendix at the end of these 
operating instructions. 



jn 

Ju 



I 

I kQ 



nnn j 

u.u u j 



f.U 




— 

1 n 


jn 1 


1 JU 


J U f kQ 


1 \ ^ 


33S 







Remote control commands: 

Setting: 

Query for setting: 

Query for value: 



PARAM QUA or PARAM DISS 
PARAM? 

QUAL? or DISS? 
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RECALL 

Press the RECALL key. The display shows rCL, the present storage register num- 
ber and the stored instrument settings. Press the STEP keys to select registers 
1 to 9. Press the RECALL key again to load the settings displayed including trim 
data. 



RECAU. 



r L t 



STEP 



□ a 



r L L 



e.g. 



RECALL 




Remote control commands: 



*RCL X 

X = Storage registers 1 to 9 
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SER/PAR 



Series or Parallel Parameter 



In the AUTO mode when the instrument has determined a resistance as the 
dominant parameter with a shunt capacitance and when it displays the relevant 
equivalent circuit symbol, you can display the calculated series resistance and 
capacitance of the component by pressing the SER/PAR key; the sign AUTO is 

switched off. Press the key once again to display the shunt parallel parameters 
again. 

This function applies to all components whose equivalent circuit symbols are 
shown under the keyword for AUTO mode. 

The instrument uses the phase diagrams and formulas listed in the appendix of 
these users manual as the basis for the calculations. 



30.30 




jnjn 

J UJ u 



tin 

K I U n F 

l,U *"* 



Remote control commands: 

Setting: 

Query for value 
of the serial/parallel 
parameter: 



SER or PARAL 



CAP? or RESt? or INDU? 









PM6304 FUNCTION REFERENCE, FRONT PANEL 



signal step by step: 

50 Hz, 60 Hz, 1 00 Hz, 1 20 Hz, 300 Hz, 400 Hz to 20 kHz, 1 00 kHz 



Remote control commands; 



^ aciunys iiiuuuing irim aata of the mea- 

surement setup. The settings are retained even after power off of the instrument. 

Select the mode desired and press the STORE key. The display shows Sto with 
the present storage register number. Press the STEP keys to select a location 
between 1 and 9. Press the STORE key again to save the instrument settings (not 
the measuring results). The last setting prior to power-off of the instrument is 
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Vx/I, 



Voltage/Current 



Press this key to display the voltage or current I, measured at the component. 
After approximately 3 seconds, the display jumps back to the parameter selected 
beforehand (not in remote control operation). 




lx 





Remote control commands; 

■Setting: 

Query for setting: 

Query for value: 



PARAM VOL or PARAM CUR 
PARAM? 

VOL? or CUR? 











5-18 



FUNCTION REFERENCE, FRONT PANEL PM6304 






ZERO TRIM Open-circuit Trimming / Short-circuit Trimming 



When you are measuring components of low impedance, line and contact imped- 
ances can falsify the measuring result. When you are measuring high imped- 
ances, this can also be the case due to the parallel impedance of the measure- 
ment setup. 

When you press the ZERO TRIM key for 2 seconds when there is a short-circuit 
input, the line and contact impedances are determined and considered for the 
subsequent measurements. 

When you press the ZERO TRIM key for 2 seconds when there is an open input, 
the impedance of the measurement setup is determined and considered for the 
subsequent measurements. 

The display shows bUSY and Scf respectively bUSY and Ocf during trimming. 
After trimming it shows PASS, if the display shows FAIL, the short-circuit imped- 
ance is too high (>10 Q) to be trimmed by the instrument or the open-circuit 
impedance is <100 kQ. 



fe- 

1 ^' 
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4>/2 Phase Angle Phi / impedance 



Press this key to display the impedance of the component. Press it again to 
display the phase angle between the current and the voltage measured at the 
component. 



n Tn I 

U. jf U t kQ 



jnjn kQ 
j u.J u 






if:. 






Bii 










Remote control commands: 

Setting: 

Query for setting; 

Query for value: 



PARAM IMP or PARAM PHA 
PARAM? 



IMP? or PHA? 
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5.2 FUNCTIONS OF THE PM 9559 BIN PROGRAMMER 
(OPTION) 



BIN 



Press the DATA INPUT key to set the bin to data input, then press the N° key to 
calt up the desired bin. Next press a digit 0 to 9 to check the data in the bin or to 
enter a new data. 

Press the DISABLE key to deactivate the bin displayed {bin 1 cannot be dis- 
abled). In this case, the data are not taken into account during binning, but are 
retained in the memory. Press the N® and 0 to 9 keys to reactivate disabled bins. 



DATA INPUT 



b f dR t 



BIN 

NO 



bt n I 



in 
i.u ' 



The bins can be defined as follows to meet different requirements. 

■ Nested limits can be set with reference to a nominal value * to bin components 
according to tolerance classes: 



bin 3 
bin 2 



bin 1 — sH 



nominai value 

1 h 
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Bear in mind that the instrument checks the criteria of the bins in the sequence 
1 to 9, ending with bin 0. If bin 1 contains the largest tolerance (±5 %), then 
each component with a tolerance <5 % is immediately allocated to bin 1 . 

For example, bins 1 to 9 check the tolerance of a capacitor and bin 0 checks 
the quality factor of the capacitor. 

The display is as follows; 



3 


Component meets tolerance defined in: 




3 


bin 1 to 9 


bin 0 


Display 




YES 


YES 


bin 1 to 9 


M 


NO 


do not care 


FAIL 


3 


YES 


NO 


bin 0 



'/'"if 






2®ls 



Sequential limits can be set with reference to a nominal value * to bin compo- 
nents according to values. 



nominal 



— bin 2 “* 
nominal 



— bin 3 - 
nominal 



^ — bin 4 - 
nominal 



-5% IkQ +5% -5% 1.2 kQ +5% -5% l.s’kQ +5% -5% 1.8 kQ +5 % 

Ensure that the limits do not overlap. If a component lies within an overlapping 
area, it is always allocated to the bin with the lower number. 
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« Combined nested and sequential limits 











■ 




■ 






■ 




■ 





-5% -2% -1% 1 kQ +1% +2% +5% 

•k Instead of a nominal values with +/- limits in percent, the limits can also be 
entered directly as absolute values. Refer to LIMITS keyword. 

Remote control commands: 

Parameter As nominal value: BlN_REL 



in absolute limits: BIN ABS 



Resistance 


RESI 




Capacitance 


CAP 




inductance 


INDU 




Impedance 


IMP 




Quality factor 


QUAL 




Dissipation factor 


DISS 




Phase angle 


PHA 




Upper limit: 


LIM_H! XX 




Lower limit: 


LIM_LO XX 


XX = numerical value 


Bin number: 


BIN X 


X 

II 

o 

CD 



! Nominal value and tolerance in percent: 

BlN_REL;RES1 1 E3;L1M_L0 -.5;LlM_HI .5;BIN 1 ; 

I LtM_LO-1:LIM_HM:BIN2; 

I L1M_L0-1.5;UM_HI1.5;BIN3; 

I Input as absolute value: 

!■ BIN_ABS;RESI;L!M_LO 0.95E3;LIM_HI 1 ,005E3;BlN 1 ; 

LlM_LO 0.90E3;LIM_HI 1 .010E3;BIN 2; 
LIM_LO 0.85E3;LIM_HI 1 .015E3;BiN 3; 






fe 

m 

e 

g 

m 

E 

m 

m 

C 

i 

1 

1 

i 
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BINNING 

In this mode, the instrument checks the component to be measured according 
to the criteria for the bins entered beforehand; for instrument settings, see Sec- 
tion 4.6-2»4. If the component meets the criteria of a bin, that means, it is within 
a defined tolerance, the display shows the number of the bin. If the component 
cannot be allocated to any bin, the display shows FAIL . 

External control lines can be connected by means of a handler interface (option). 
This enables an automatic binning device to be operated or an optical display with 
LED indicator lights. 



















- r ' '--r. - 'V.- •. >/ ■'. 



BINNING 



fai n 



SGLE STANOerr 



Insert component 



TRIGGER 



innjj 

I.U U C J kQ 

b» n? 



SCSLE STANDBY 



Remote control commands: 



BINNING ON 
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Capacitance 




CAL Calibrate 



The instrument was calibrated in the factory prior to shipment. The calibrating 
data are stored in an EEPROM and are taken into account during every measure- 
ment. 

It is necessary to calibrate again after loss of data (replacing the EEPROM), after 
changing components during repair which might influence the measuring result 
or when the instrument does not comply with the technical specifications. In 
normal operation, recalibration once a year is sufficient. More details on this can 
be found in the SERVICE MANUAL 

The calibrating data are protected by a code number. 

Pressing the keys Inadvertently does not have any effect on the stored data. The 
display shows CAL-I or CAL-2. Press the NORMAL key to switch back to 
normal mode again. 



Dissipation Factor 




DATA INPUT 



Press this key to set the instrument to the input mode for binning data. 
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iW DATA INPUT 

! 

I To select a bin, refer to BIN. 

To enter data for the bin, refer to LIMITS. 

I 

j Remote control commands: 

^ No direct command. Data can be entered directly via the interface. 

! 

j Decimal Point 

[ Refer to Numerical Keypad, end of the list. 

! 

[ Dimension 



! When the parameter \which is to be used for binning has been selected, the instru- 
ment automatically sets the unit of measurement. When the number has been 
' entered, the muttipiier desired can be selected with key k, M, m, n or p. 

. Resistances (R,Z): 1Q3 (k), tO® {M) 

, Capacitances (C): 10-3(m), 10~6(p), 10"9(n), 10~12 (p) 

, inductances (L): 103 (k), 10-3{m). 10 - 6 (|i) 

Q and D are factors without a unit of measuremment. 

With il> (phase angle), the unit of measurement, degree, is not displayed. 



bt dRt 
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PM6304 



ga DATA INPUT 



BIN 

NO 



NOMINAL 



IS 



R 




Remote control commands; 

No direct command: the unit of measurement is automatically set according to 
the programmed parameter. The multiplier can be entered in exponential form: 

1 E3 = 1 kS2 with resistances, 10E-6 = 10 ^F with capacitances 



I ENTER 



fe 

1^ 

ii^ 

m 

m 

m 

m 

fe 



You must press the ENTER key to acknowledge when data sets are changed or 
new ones entered. The data are now stored in a buffer. They are lost when the 
instrument is turned off or when leaving bin programming by pressing a front 
panel key or by pressing the BINNING or NORMAL key. They have to be saved 
beforehand via the STORE function. 



ENTER 

iSUI 




Remote control commands: 

None; the terminator of a string is equivalent to an acknowledgment. 



m 

pr, 

1 

i 

1 

i 

1 

i 

i 
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If a bin was selected, press the ENTER key to move step by step to other bins 
without having to press the N° key and a digit. 




ENTER 



ENTER 





HIGH Upper Tolerance Limit 



Refer to LIMITS. 



k kilo 



Refer to Dimension. 



L Inductance 
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LIMITS Ranges for Binning 



There are various methods tor defining the limits for a bin: 
Upper and lovy/er limit as absolute values, for example: 

u ^ — bln 1 H 



0,950 kQ 
LOW 



1 .050 kQ 
HIGH 



DATA INPUT 




— 


LOUMrr 

HOC 

U.Jj kQ 




bt n I 


SGUE STANOeV 


kHz 

I.U 
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A nominal value and the upper and lower limit as a relative offset of the nominal 


value: 










nominal value 


*1 






1 kQ 


1 




-*5% 




— P 

4-5% 




LOW 

DATA INPUT 
BIN 


LIMITS 


HIGH 








b 1 nr 


NO 1 




SGL£ STANO0Y 


1.0'^ 










NOMINAL 













LOUMfT 


-=>- 


« n 

u. 


5 

1 

f 




far n 


SOLE STANDBY 

















5-30 



FUNCTION REFERENCE, BINNING PM6304 



Remote control commands: 

Input as absolute values: 

BtN_ABS;RESI;LIM_L0 0.95e3;LIM_HI 1.005E3;BIN 1; 

Nominal value and tolerance in percent: 

BIN_REL;RESi 1E3;LIM_LO -.5;UM_HI .5;BIN 1; 

LOW Lower Tolerance Limit 
Refer to LIMITS. 

M Mega 

Refer to Dimension. 

m milli 

Refer to Dimension. 

n nano 



Refer to Dimension. 
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Parameter 



Before you enter the values for the binning limits, you must define to which para- 
meter they must refer by pressing the appropriate key. This parameter must be 
used for the complete bin set, with the exception of bin 0. 

Q Quality factor Z impedance 

D Dissipation factor Phase angle 



R Resistance 
C Capacitance 
L Inductance 



g 

m 

1 

m. 




Remote control commands: 



1 



in 



Resistance 
Capacitance 
Inductance 
impedance 
Quality factor 
Dissipation factor 
Phase angle 



RESI 

CAP 

INDU 

IMP 

QUAL 

DISS 

PHA 




i 

i 

i 

i 

i 

i 

i 

H 

i 






N 

NOMINAL 




n 




U Q 


2 


b> n ! 


SGL£ STANDBY 


LU ^ 




J 



i 
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Quality Factor 
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Refer to Parameter. 



Resistance 



Refer to Parameter. 



RCL METER MODE Operating Mode 






Keys NORMAL, BINNING, DATA INPUT are used to select the operating mode 
of the RCL Meter 

NORMAL: Normal measuring functions with operation via the keyboard of 

the instrument 

BINNING: Instrument in the binning mode, components are classed ac- 

cording to limiting values entered beforehand 

DATA INPUT: Instrument is ready for data input for binning criteria 

The functions are described under the appropriate keyword. 

Remote control commands; 

Normal: BIN OFF 

Binning; BIN ON 

Data input; None; data can be entered directly 
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Press the RECALL key and then a storage register number (0 to 9) to call up the 
stored data of a complete bin set including instrument settings. 



DATA INPUT 
RECALU 1 ^ 



I _OJ t 

L ond t 

fai n 



EntEr 

bf n 



after 2 seconds 



bi n I 



Remote control commands: 
BUF RCL X X = 0 ... 9 



loads contents of register x 
into a separate buffer 
for editing 



BIN RCL X x = 1...9 



loads contents of register x 
into register 0 for binning 
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RUBOUT 

th°e RUBOU^k^^^ erroneously entered digits individually by pressing 



NOMINAL 



R 12 3 

»1 mm EM! ilifl 




RUBOUT 




RUBOU T 

1*1 




Press the RUBOUT and the ENTER key after selecting a bin number to delete al! 
values of the bin. 



Remote control commands: 

No direct ones; 

BIN_ERA X deletes the data set x 
BUF_CLEAR deletes the input buffer 
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STORE 






You can store ten data sets in storage registers 0 to 9. A data set contains the data 
of bins 1 to 9 and the selected instrument setting. These storage registers are not 
the same as those where the instrument settings are stored during keyboard op- 
eration. 

Newly entered data for binning must be stored into registers 0 to 9 via the STORE 
function or by pressing the BINNING or NORMAL key into register 0. The ENTER 
key alone does not store the data. 

To recall the data, refer to RECALL 



STORE 



iSi 



ENTER 



after 2 seconds 





5fl 

t 


' ' — ^ 

lie 1 
UL t 

ji n 

— 




C 

ULj 


tEr 

31 n 




t 

SGLE STANDBY 


If n 1 

lu"" 





& 

fe 

m 

1 

ig 
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i 
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i 
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Remote control commands: 



BIN_STO X X = 0 ... 9 



I 

I 



I 
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impedance 



Refer to Parameter 



Numerical Keypad 

■ Keys 0 to 9 are used for: 

- Selecting a bin. 

- Inputting values for the bins. 

- Selecting a memory location for calling up or storing data sets. 

' Decimal point for input of decimal values. 

The +/- key is used for inputting negative percentages for the bin limits or a 
negative phase angle. 



lemote control commands: Numerical values in the data element of 

gram message 



a pro- 









Phase Angle Phi 



Refer to Parameter. 



Refer to Dimension. 



+/- S 



Refer to Numerical Keypad. 



is 












se-;' 
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INSTRUCCIONES DE INSTALACION 
Y DE SEGURIDAD 



i 1.1 fNSTRUCCiONES DE SEGURIDAD 



E! aparato sale de fabrica, tecnicamente, en perfectas condiciones de seguridad 
(ver cap. 1 , Reference Manual). Para que se conserven estas condiciones, y para 
evitar riesgos en ei uso, hay que seguir cuidadosamente ias indicaciones 
siguientes. 



1.1.1 Reparacion y mantenimiento 
Defectos y esfuerzos extraordlnarios: 

Si se piensa que el aparato ya no puede funcionar sin riesgo, hay que apagarlo 

y asegurarse de que no se ponga en funcionamiento inadvertidamente Este es 
el caso: 

• cuando el aparato presents danos visibles, 

» cuando el aparato ya no funciona, 

luego de haber sido sometido a esfuerzos excesivos de cualquier tipo (p.e. en 
el almacenaje o el transporte) que sobrepasan los Ifmites permitidos. 



Abrir el aparato: 

Al abnr algunas tapas o al desmontar piezas con herramientas pueden quedar 
al descubierto partes bajo tension electrica. Tambien puede haber tension en los 
puntos de conexion. Antes de abrir el aparato hay que desconectarlo de todas 
las fuentes de alimentacion. 

Si es inevitable realizar un calibrado, mantenimiento o reparacion con el apa- 
rato abierto que se encuentra bajo tension, solo debe hacerlo un tecnico cualifi- 
cado que conozca los rtesgos que existen. Los condensadores del aparato pue- 
den seguir estando cargados aun cuando este haya sido desconectado de todas 
las fuentes de alimentacion. 
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1.1.2 Puesta a tierra 

Antes de hacer atguna conexion hay que conectar el aparato a un contactor de 
proteccion mediants e! cable de alimentacion de tres conductores. 

El enchufe de la red debe ser insertado solo en tomacorrientes con contacto de 
seguridad de tierra. 

No se deben anular estas medidas de seguridad, p.e. usando un cable de exten- 
sion sin contactor de proteccion. 

La puesta protectora a tierra a traves de los contactos de medicion en la placa 
frontal, a traves de los 4 contactos de la toma a la cual se aplica el potencia! de 
tierra del circuito o a traves del contacto exterior de la toma o de la clavija es inad- 
misibie. 



ADVERTENCIA: Toda interrupcion de! contactor de proteccion dentro o 
fuera de! aparato, o la separacion de la conexion de la 
puesta protectora a tierra es peiigrosa. 

Se prohibe hacer la interrupcion expresamente. 



1 .1 .3 Contactos y conexiones 

El potencial de tierra de! circuito se aplica a 4 de los 8 contactos de la toma, 
estando este conectado en paralelo a la carcasa del aparato por medio de con- 
densadores y resistencia; el contacto exterior de la toma esta unido a la carcasa 
del aparato. De esta forma se evitan zumbidos y se obtiene una clara puesta a 
tierra de HF. 

Si al efectuar una medicion se observa que e! potencial de tierra del circuito etec- 
trico difiere del potencial de tierra de proteccion, se ha de tener en cuenta que 
los 4 contactos de la toma no deban estar conectados a tensiones que sean peli- 
grosas al manor contacto. 
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1.1.4 Ajuste de la tension de la red y fusibles 

Antes de enchufar el aparato a la red hay que verificar si este esta ajustado a la 
tension de la red local. 



ADVERTENCIA: Si hay que adaptar ei enchufe de la red a las circunstancias 
del lugar, este trabajo debe realizarlo solo un tecnico cualif- 
icado. 

Ai salir de fabrica el aparato esta ajustado a una de las tensiones de red 
siguientes: 



Tipo de aparato 


Nro. de codigo 


Tension de 
red 


Cable 

suministrado 


PM6304 0 PM6304C 
PM6304 0 PM6304C 
PM6304 0 PM6304C 
PM6304 0 PM6304C 
PM6304 0 PM6304C 


9452 x63 04xx1 
9452 x63 04xx3 
9452 x63 04xx4 
9452 x63 04xx5 
9452 x63 04xx8 


220 V 
120 V 
240 V 
220 V 
240 V 


Europe 
Norteam6rica 
Ingiaterra (U.K.) 
Suiza 
Australia 



En la parte trasera del aparato se indica la tension de red ajustada y el valor del 
fusible correspondiente. 

Hay que tener en cuenta de emplear soiamente fusibles con la tension nominal 
indicada y del tipo especificado para recambio. Se prohibe el empleo de fusibles 
•eparados o cortoclrcuitar el porta-fusibles. El cambio del fusible solo debera 
realizarlo un tecnico cualificado, que conozca los riesgos que existen. 

ADVERTENCIA: Cuando se cambia un fusible y cuando se ajusta el aparato 
a otra tension, este debe ser desco.nectado de todas las 
fuentes de aiimentacion. 



El aparato se pueds ajustar a las tensiones de red siguientes: 1 00 V, 1 20 V, 220 V 
y 240 V en corriente alterna. Se puede hacer la reguiacion de estas tensiones 
nominsiss con ©I s3l©ctor cl© tsnslon (cornbinsdo 
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El fusible se encuentra en un soporte en el mismo sitio. Para ajustar la tension de 
la red o para sustituir el fusible hay que desconectar ei aparato de la red y abrir 
con un destorniiiador ia tapa (ver dibujo). 

La tension adecuada se elige girando el selector de tension. Si hace fatta, se debe 
montar el fusible correspondiente en lugar del que esta instalado en el soporte 
de! fusible - T0.2A o T0.4A (IEC127) o T0.25A o T0.5A (CSA/UL198G). 




1 .2 POSICION DE FUNCIONAMIENTO DEL APARATO 

El aparato puede funcionar en las posiciones indicadas en el capituto 1 , Refer- 
ence Manual. Si la horquiita de soporte esta cerrada, el aparato puede utilizarse 
en posicion inclinada. Los datos tecnicos del capitulo 1 , Reference Manual, se 
refieren a las posiciones indicadas. Se ha de tener cuidado de no cubrir las aber- 
turas de ventilacion del aparato. Ei aparato no se debe coiocar nunca sobre una 
superficie que produzca o irradie caior ni exponerio a ios rayos directos de! sol. 



1.3 SUPRESION DE INTERFERENCIAS 

En el aparato se han suprimido cuidadosamente todas las interferencias, habien- 
dose sometido este tambien a prueba. Al conectarlo a unidades basicas o a otras 
unidades perifericas cuyas interferencias no se han suprimido correctamente, 
pueden generarse interferencias que en algunos casos exigiran medidas adicio- 
nales para suprimirlas. 
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1 ISTRUZIONI PER LA MESSA IN 

FUNZIONE E NORME D! SICUREZZA 

1.1 NORME Dl SICUREZZA 

L apparecchio viana fornito daila fabbrica perfettamante sicuro a funzionante dal 
punto di vista tecnico (vedi Cap. 1 , Reference Manual). Per preservario in condi- 
zioni ottimali a garantirne un correttofunzionamento, attenersi scrupoiosamente 
alia seguenti istruzioni. 



1.1.1 Riparazione e manutenzione 

Funzionamento anomalo a soflecitazioni eccessive: 

Qualora il funzionamento non risultasse regoiare, spegnere subito i’apparecchio 
e prevenirne ogni accensione accidentaie. 

Le precauzioni di cui sopra vanno adottate nei seguenti casi; 

■ se I’apparecchio mostra dei danni visibiii, 

• se i’apparecchio non funziona piu, 

■ se I’apparecchio e stato sottoposto a soliecitazioni (ad esempio durante il ma- 
gazzinaggio, il trasporto, ecc.) oltre i limit! di tolleranza ammessi. 












Apertura delt’apparecchio: 

Se i coperchi o alcune parti deirapparecchio vengono rimossi con appositi at- 
trezzi, puo darsi che risultino esposti dei component! sotto tensions. Anche i punti 
di connessione possono essere sotto tensione. Prlma di aprire Tapparecchio oc- 
corre quindi disinnestarlo dalle relative prese di corrente. 

Se fosse necessario eseguire interventi di calibrazione, manutenzione o ripara» 
zione con I'apparecchio aperto e sotto tensione, rivolgersi a personafe specie- 
lizzato Che conosca bene i probabili rischi nelle procedure da adottare. Potrebbe 
darsi che i condensatori dentro ali'apparecchio siano ancora carichi anche se 
I apparecchio e stato disinnestato dalle relative press dl corrente. 
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1.1.2 Messaaterra 

Prima di eseguire un qualsiasi collegamento, mediante il cavo di 
iTlt iSecchio deve essere aiiacciato ad un conduttore di protezione. 

La^ spina del cavo di alimentazione deve essere inserita soltanto in una presa 

rfu no" .one ee e, .«,.a on cavo 0, p,o,o„sa 

antanore o 1 quanro con,a«i de«a prasa 

utilizzati per collegare un conduttore di terra protettivo. 

“ATTCM 7 inMF- F’ estremamente pericoloso interrompere il conduttore di 
ATTENZIONE. E airappareoonlo o i con jtt, d, 

messa a terra. Evitare quindi di farlo intenzionalmente. 



1 .1 ,3 Contatti e collegamenti 

11 motoPTiaiP di terra del circuito di alimentazione viene applicato a quattro degli 
^ 00 ”^ di ra ^ ^ PP'PPP^ dsirappareccmo Uannlte con- 

H^n^Cruna realstenza oollagatl in parallalo; il ccntaBo estarno della presa 
viene collegato alia carcassa dairapparecchlo. In tal modo, viene realEzato un 
collegameL di messa aterra RF univoco esente da interterenze. 

Se i! ootenziale di terra del circuito ail’interno di una determinate configurazione 
fosL «erenzla.o dal pCenziaie di messa a terra di prctez one, oocorre accer- 
tarsi Che i quattro contatti della presa non siano sotto tensione. 
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1 .4 Predisposizione della tensione di alimentazione e fuslbili 

Prima di coliegare la spina di alimentazione alia presa. controllare che I’apparec- 
chio sia predisposto per la tensione di rete loca e. 

spec ial izzato. — 

L'apparecchio fornllo dalla tabbhca a predisposto per urro del seguer«l valor! dl 
tensione di rete: 



PM6304 op. 
PM6304 op. 
PM6304 op. 
PM6304 op. 
PM6304 op. 



PM6304C 

PM6304C 

PM6304C 

PM6304C 

PM6304C 



9452 x63 04XX1 
9452 x63 04xx3 
9452 x63 04xx4 
9452 X63 04xx5 
9452 X63 04xx8 



Tensione 


Cavo di alimen- 
tazione fomito in 
dotazione 


220 V 


Europe 


120 V 


Norteamerica 


240 V 


Inglaterra (U.K.) 


220 V 


Suiza 


240 V 


Australia 



II valore dellatensione di rete predisposto e la portala del lusibile sono indlcali sul 
retro dell’apparecchio. 

qi un tusibile deve essere sostituito, fare attenzione a utilizzarne uno caratteriz- 
Lo dalla portata nominate prescritta e di tipo idoneo. Non e consentito ^ti^are 
fusibili ripLti e/o cortocircuitare it porta-fusibile. II fusibile puo ®ssere sost 
solo da personate speciaiizzato che conosca bene i potenziali nschi es.stent g 

inten/enti di questo tipo. 

ATTENZIONE: Per sostituire un fusibile o 

dellatensione di alinhentazione occorre disinserire appa 

rec chio dalle relative presa di corrente. _J 

b.appareocbiopuoes.re^dispo« 

po” s™p^^^^^ II selettore deiiaynslone (In corrispondenza 
della presa di alimentazione sul retro dell’apparecchio) . 
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II fusibiie e coHocato in un supporto neilo stesso posto. Per impostare ii vaiore 
della tensione di rete o per sostituire ii fusibiie, occorre disinnestare il cavo di 
alimentazione e aprire con un cacciavite I’aletta di chiusura (vedere il disegno). 

Selezionare it vaiore di tensione richiesto girando la rotella di regoiazione. Se 
necessario, sostituire ii vecchio fusibiie con uno nuovo - T0.2A oppure T0.4A 
(1EC127) oppure T0.25A oppure T0.5A (CSA/UL198G). 





1 .2 POSIZIONE Di FUNZIONAMENTO DELL’APPARECCHIO 

L’apparecchio pub essere installato nelle posizioni indicate nel Capitolo 1 , Refer- 
ence Manual. Abbassando la squadretta di supporto, I’apparecchio puo essere 
usato in posizione inclinata. I dati tecnici riportati nei Capitolo 1, Reference 
Manual, valgono per te posizioni indicate. Attenzione che le aperture di ventila- 
zione deli’apparecchio non vengano coperte. L’apparecchio non deve essere 
mai coltocato su una superficie surriscatdabile o che produca irradiazioni, ne es- 
sere esposto ai raggi diretti del sole. 



1.3 INTERFERENZE 

L’apparecchio e stato reaiizzato per garantire un funzionamento esente da inter- 
ferenze. Se viene utilizzato congiuntamente a unita base e a unita periferiche non 
dotate delle stesse protezioni, ne possono derivare interferenze che richiede- 
ranno ulteriori interventi. 
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1 INSTRUCTIES MET BETREKKING TOT 
DE INSTALLATIE EN VEILIGHEID 

1.1 VEILIGHEIDSINSTRUCTIES 

Het apparaat heeft de fabriek in een onberispeiijke veiiigheidstechnische toe- 
stand verlaten (zie hoofdstuk 1, Reference Manual). Voor het behoud van deze 
toestand en het risicoioze gebruik dienen de onderstaande instructies nauwkeu- 
rig te worden opgevoigd. 

1 .1 .1 Reparatie en onderhoud 
Storingen en uitzonderiljke omstandigheden 

Wanneer verondersteid moet worden dat een risicoloos gebruik niet meer moge- 
lijk is, dient het apparaat buiten gebruik gesteld en tegen een ongewenst gebruik 
beveiiigd te worden. Deze situatie doet zich voor 

• wanneer het apparaat zichtbare beschadigingen vertoont, 

■ wanneer het apparaat niet meer functioneert, 

• na blootsteiling aan excessieve omstandigheden van welke aard dan ook (bij 
voorbeeld bij opslag, transport) die de toelaatbare grenzen overschrijden. 

Openen van het apparaat 

Bij het openen van afdekkingen of bij het met behulp van gereedschap verwijde- 
ren van onderdeien, kan het risico van contact met spanningvoerende delen ont- 
staan. Ook kan er spanning op aansluitpunten aanwezig zijn. Het apparaat mag 
pas geopend worden nadat het van alle spanningsbronnen losgenomen is. 

Wanneer ijk-, onderhouds- of herstelwerkzaamheden aan een open en onder 
spanning staand apparaat onvermijdelijk zijn, mogen deze slechts worden 
uitgevoerd door een vakman die weet met welke gevaren dit gepaard gaat. In het 
apparaat aanwezige condensators kunnen nog geladen zijn, ook wanneer het 
apparaat van alle spanningsbronnen is losgenomen. 
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1.1.2 Aarding 

Alvorens men een verbinding tot stand brengt, dient men het apparaat met 
behulp van een drieaderige kabel met een veiigheidsaarddraad te verbinden. 

De netsteker mag slechts op een stopcontact met randaarde worden aangeslo- 
ten. 

Deze veiligheidsmaatregel mag niet onwerkzaam gemaakt worden, bij voorbeeld 
door het gebruik van een verlengsnoer dat niet van een veiligheidsaarddraad 
voorzien is. 

Een beschermde aarde aansiuiting via de meetansluitingen aan de voorkant, 
over de 4 steker contacten welke op schakelnulpunt-potentiaal liggen, via het 
externe contact van de steker (stekerhuis) of van de steker, of via de stekers aan 
de achterkant is niet toegestaan. 



WAARSCHUWING: Elke onderbreking van de beschermende aardleiding, 
hetzij binnen of buiten het apparaat, of de scheiding 
ten opzichte van de aardleiding zijn gevaarlijk. Een 
opzettelijke onderbreking is verboden. 



1.1.3 Aansluitingen en verblndingen 

Het aardpotentiaal van de stroomkringen wordt aan 4 van de 8 contacten van de 
steker verbonden, en is met het huis verbonden via parallel aangesloten conden- 
sators en weerstand; het externe contact van de steker (stekerhuis) is met de 
behuizing verbonden. 

Op deze manier wordt een duidelijke bromvrije HF-aarding tot stand gebracht. 

Wanneer in een meetopstelling het schakelnulpunt-potentiaal van een stroom- 
kring afwijkt van het beschermde aardpotentiaal, dan dient men er op bedacht 
te zijn, dat de 4 contacten van de steker geen gevaarlijke spanningen mogen 
voeren! 
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1.1.4 Nstspanningsinsteliing en zekeringen 

Aivorens men de netsteker op het iichtnet aansluit, dient men zich ervan te verge- 
wissen dat het apparaat op de piaatselijke netspanning is afgesteld. 

WAARSCHUWING: Wanneerde netsteker aande piaatselijke situatiemoet 
worden aangepast, mag deze aanpassing slechts 
door een vakman worden uitgevoerd. 

Bi] het vertaten van de fabriek is het apparaat op een van de volgende net- 
spanningen afgesteld: 



Type apparaat 


Codenummer 


Netspanning 


Meegeleverde 

netkabei 


PM6304 of PM6304C 


9452 X63 04xx1 


220 V 


Europa 


PM6304 of PM6304C 


9452 x63 04xx3 


120 V 


Noord-Amerika 


PM6304 of PM6304C 


9452 x63 04xx4 


240 V 


Engeland (U.K.) 


PM6304 of PM6304C 


9452 x63 04xx5 


220 V 


Zwitserland 


PM6304 of PM6304C 


9452 x63 04xx8 


240 V 


Austral ie 



Op de achterwand van het apparaat zijn de netspanning waarop het apparaat is 
afgesteld en de hierbij behorende zekering vermeld. 

Men dient erop te letten dat men bij het vervangen van een zekering slechts een 
exemplaar met de gespecificeerde nominale stroomsterkte en van het gespecifi- 
ceerde type mag gebruiken. Het gebruik van gerepareerde zekeringen en/of het 
kortsiuiten van de zekeringhouder zijn verboden. De zekering mag slechts ver- 
vangen worden door een vakman die weet met welke gevaren dit gepaard gaat. 







WAARSCHUWING: Bij het vervangen van een zekering en bij het insteiien 
op een andere netspanning meet het apparaat van alle 
spanningsbronnen worden losgenomen. 

Het apparaat kan op de volgende netspanningen worden ingesteld: 100 volt, 
1 20 volt, 220 volt en 240 volt wisselspanning. Deze nominale spanningen kunnen 
met de spanningskiezer (die gecombineerd is met de netaansluitbus op de ach- 
terwand) worden ingesteld. 
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De zekering bevindt zich in een houder op dezetfde plaats. Voor het insteilen van 
de netspanning of het vervangen van een zekering moet de voedingskabet losge- 
nomen worden en het afdekplaatje met een schroevedraaier worden verwijderd. 
(zietekening). 



Men kiest de juiste spanning door het verdraaien van het instelwiel. Indian nodig 
moetde bijbehorende zekering in plaats van de reeds aanwezige zekering worden 
aangebracht — T0.2A of T0.4A (IEC1 27) of T0.25A of T0.5A (CSA/UL1 98G). 




1 .2 GEBRUIKSPOSITIE VAN HET APPARAAT 



Het apparaat mag in de in hoofdstuk 1 , Reference Manual beschreven posities 
gebruikt worden. Wanneer de stelvoet naar beneden geklapt is, kan het appa- 
raat in een schuingeplaatste positie gebruikt worden. De technische specificatie 
in hoofdstuk 1 , Reference Manual is van toepassing op de gespecificeerde 
gebruiksposities. Het erop dat de ventilatieopeningen van het apparaat niet 
afgedekt worden. Het apparaat nooit instalieren op een opperviak dat warmte 
genereert of uitstraalt, en het evenmin aan rechtstreekse zonnestraling blootstei- 
I len. 



1.3 RADIO-ONTSTORING 









i 



I 

i 



I 

I 

I 

I 

I 

I 

I 

I 
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' Wat radio-ontstoring betreft is het apparaat zorgvuldig ontstoord en gecontro- 
I leerd. Bij het schakelen in combinatie met basisuntts die niet correct onstoord zijn 
en met andere perifere apparatuur, kan radiostoring optreden. In de desbetref- 
fende gevallen maakt dit aanvullende maatregeien op radio-ontstoringsgebied 
!! noodzakelijk. 
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1 INSTALLATIONSANVISNINGAR OCH 
I SAKERHETSFORESKRIFTER 

3 1.1 SAKERHETSFORESKRIFTER 

1 Detta instrument uppfyilde gailande sakerhetsforeskrifter (se kapitel 1 , Reference 
Manual) nar det lamnade tabriken. Folj nedanstSende sakerhetsforeskrifter s& for- 
i blir instrumentet sakert under normal drift. 

1 

1.1,1 Reparation och underhliil 

I 

Ar instrumentet ar trasigt eller bar utsatts for onormal forhSflanden? 

1 Om du misstanker att det inte gSr att anvanda instrumentet pS ett sakert satt, sluta 
anvanda det och forhindra aven andra att anvanda det. 

S Detta skall goras d&: 

^ • det finns syniiga skador p& instrumentet 

® • instrumentet inte langre fungerar 



^ • nar instrumentet utsatts for forhSItanden som gSr utanfor specifikationen, till 

exempel. vid lagring eller transport. 

i 

Oppntng av instrumentet 

^ Om du tar av kSpan pS instrumentet eller tar bort delar som mSste demonteras 
med verktyg, sS blir spanningsforande delar direkt §tkomiiga. Drag alltid ur nats- 
g ladden och koppia bort alia andra spanningskallor innan du oppnar instrumentet. 

^ Nar det ar nbdvandigt att kallbrera, underhSiia eller reparera ett instrument 
med spanningen inkoppiad, m^ste detta goras av behorig personal som kanner 
§ till riskerna med arbetet. Korn ihSg att aven om du kopplat ifrSn alia spanningskal- 
lor sk kari kondensatorer i instrumentet behSlIa sin laddning i n^gra sekunder. 

3 
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1.1.2 Skyddsjordning 

Innan du ansiuter n&gra andra kablartill instrumentet, jorda det genom att anstuta 
den trepoiiga natkabein til! en jordad natkontakt. Instrumentet far aidrig anslutas 
till en ojordad kontakt! Bryt inte heller jordningen genom att anvanda ojordade 
skarvsiaddar. Skyddsjorden fSr endast anslutas via natkabein som ar ansluten till 
nMbrunnens jordstift. 



VARNING: Om du bryter skyddsjorden i elier utanfor instrumentet blir det 
farligt att anvanda. Att avsiktiigt bryta skyddsjorden ar absolut 
forbjudet. 



1.1.3 Anslutningar 

Signaljorden ar ansluten til! fyra stift i den Sttapoliga kontakten. Dessa stift ar 
anslutna till k&pan via paralielikopplade kondensatorer och motstfind. Kontaktdo- 
nets ytterholje ar direktanslutet till k&pan. Pk delta satt undviks brum och instru- 
mentet fSr god RF-jordning. 

Om matobjektets signaijord inte ar pS samma potential som skyddsjorden, mSste 
du se till att det inte finns n&gon spanning mellan de fyra signaljordsstiften och 
skyddsjorden, till exempel genom att anvanda skyddstransformator. 
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1.1.4 Natspanningsomkoppling och sakringar 

,iinan du ansiutar natsladden till vagguttaget rnSsta du kontrollara att instrumen- 
tet ar installt for ratt natspanning. 



VARNING: Om kontakt p§ natsladden m^ste bytas, dveri&t detta till behoriq 
elektriker. 



Nar instrumentet lamnar fabriken ar spanningsomkoppiaren installd enligt fol- 
jande: 









Typnummer 

PM6304 och PM6304C 
PM6304 och PM6304C 
PM6304 och PM6304C 
PM6304 och PM6304C 
PM6304 och PM6304C 



Bestallnings- 

nummer 

9452x63 04xx1 
9452 x63 04xx3 
9452 X63 04xx4 
9452 x63 04xx5 
9452 X63 04xx8 



Mat- 

Spanning 

220 V 
120 V 
240 V 
220 V 
240 V 



Medievererad 

natkabel 

Europeisk 
Nordamerikansk 
Brittisk (U.K.) 
Schweizisk 
Australiensisk 



Du kan se installd natspanning och sakringsvarde pi bakpanelen. 

Om sakringen miste bytas, anvand endast sakringar avspecificerad typ och med 
ratt stromstyrka. Det ar absoiut forbjudet att reparera sakringen eiler att kortstuta 
sakringshiliaren. Sakringsbyte fir endast utforas av kvaiificerad personal som ar 
sdveten om riskerna. 



VARNING: Koppla alltid ur natsladden och alia andra spanningskailor innan 
du andrar natspanningsomkoppiaren eiler fayt er sakring. 

Instrumentet kan stallas in for 100 V, 120 V, 220 V och 240 V vaxelstrom. Bide 
spanningsomkoppiaren och sakringshillaren sitter 1 natbrunnen pi bakpanelen. 
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Om du skati andra spanningsomrSde eller byta sakring, s& drar du ur natkabeln 
ur natbrunnen och oppnar sedan skyddslocket med en skruvmejse! (se btld). 

Valj ratt nMspanning genom att ta ut rullen, vanda den si at! den spanning du vili 
ha visas utat och sedan satta in den igen. Du kan vara tvungen att byta sakring 
vid val av ny spanning. Drag ut sakringshSlIaren och 
sakring - T0.2A resp. T0.4A (1EC127) och T0.25A resp. T0.5A (CSA/UL198G). 





1 .2 DRIFTSLAGE 

I kapitel 1, Reference Manual, kan du se vilka lagen instrumentet ihr anvandas i. 
Instrumentet kan vinklas upp ti!i en bekvam betraktningsvinkel genom att handta- 
qet falls ned. Specifikationspunkterna i kapitel 1, Reference Manual, garanteras 
i alia godkanda driftslagen. Se till att ventilations h&lten inte ar bockerade. Stal, 
aldrig instrumentet p§ en yta som avger varme, inte hetler i direkt solljus. 



1.3 radioavstorning 

Radiostorningar som genereras av instrumentet ar noggrant dampade och 
avstorningen ar noggrant kontrollerad. Om instmmentet kopplas samman med 
dliligt avstorda basenheter eller andra enheter, kan det genereras radiostorningar 
som behover yttre avstorning. 
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